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THE  USE  OF  BROADBAND  SIGNALS 
FOR  UNDERWATER  ACOUSTIC  TRANSDUCER  CALIBRATION 

Introduction 

The  response  of  a system  to  a standard  input  signal  is  one  of  the 
earliest  methods  used  to  characterize  linear  systems.  Such  a concept 
was  first  proposed  by  George  Green  in  "An  Essay  on  the  Application  of 
Mathematical  Analysis  to  the  Theories  of  Electricity  and  Magnetism" 
presented  in  1838;  consequently,  such  responses  often  are  referred  to 
as  Gv^en's  fu.ictions.  Stedman  [1]  published  an  expository  paper  (1968) 
o;»  the  current  widespread  use  of  Green’s  functions  as  an  analytical 
technique  for  linear  systems  in  several  physical  disciplines,  including 
electronic  systems,  mechanical  systems,  optical  systems,  and  electro- 
static systems.  The  technique  is  applicable  in  any  invariant  linear 
system  where  causality  exists — that  is,  no  output  exists  without  a prior 
input. 

The  most  common  standard  inputs  are  the  unit  impulse  function  and 
the  unit  step  function.  It  is  common  today  to  refer  to  the  system's 
response  to  a unit  impulse  function  as  the  Green's  function  and  to  the 
system's  response  to  a unit  step  function  as  the  indicial  admittance.  A 
relatively  early  text  by  Goldman  [2]  published  in  1949  gives  a good 
treatment  of  the  use  of  Green's  functions  and  the  indicial  admittance  as 
analytical  tools  for  electrical  transients.  In  this  report,  the  terms 
"system  impulse  response"  and  "system  step-function  response"  will  be 
used  to  avoid  possible  confusion. 

Although  both  the  system  impulse  response  and  the  system  step- 
function  response  describe  a linear  system,  the  more  commonly  used 
characterization  is  the  system  transfer  function.  There  is  an  implicit 
assumption  of  a tuo-port  system  relationship  here;  however,  the  concepts 
may  be  applied  in  a completely  general  sense.  The  system  transfer 
function  (in  a Fourier-related  sense)  is  the  amplitude  and  phase  re- 
sponses of  the  system  .;o  a steady-state  sinusoidal  input  as  a function 
of  the  frequency  of  the  input. 

All  of  the  different  forms  of  system  characterizations  are  .directly 
derivable  one  from  the  other.  For  example,  the  transfer  function  is  the 
Fourier  transform  of  the  system  impulse  response. 

A similar  type  of  transfer  function  is  that  derived  by  taking  the 
Laplace  transform  of  the  system  impulse  response.  In  many  cases,  using 
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this  function  allows  the  system  to  be  characterized  by  a pole-zero  plot 
in  the  complex  domain;  however,  the  primary  concern  in  this  report  will 
be  Fourier  transform  methods  and,  unless  otherwise  specified,  the  system 
transfer  function  will  mean  the  Fourier-related  transfer  function. 

The  system  transfer  functions  may  also  be  derived  from  types  of 
standard  inputs  other  than  the  steady-state  sinusoidal  input;  however, 
indeterminate  values  of  the  transfer  function  will  exist  for  those 
frequencies  for  which  the  value  of  the  Four  .er  transform  of  the  input  is 
zero. 

Almost  all  of  the  past  methods  for  calibrating  underwater  acoustic 
transducers  have  involved  a direct  measurement  cf  the  amplitude  response 
to  a steady-state  sinusoidal  input.  There  has  been  little  interest  in 
the  phase  response.  Both  "sweep- frequency"  and/or  "pulsed  c-w"  methods 
have  been  used,  but  the  sweep  rate  and  pulse  length  have  been  such  that 
the  steady-state  condition  was  approximated  before  measurements  were 
made.  Although  the  potential  usefuln  ss  of  a broadband  signal  for 
underwater  acoustic  transducer  calibration  has  long  been  known,  very 
little  has  been  done  to  explore  this  potential.  An  exception  is  work  by 
Osborne  and  Carter  [3]  in  194‘r  involving  the  use  of  underwater  explosions 
as  calibration  sources.  One  the  problems  at  that  time  was  the  prac- 
tical difficulty  in  deriving  the  transfer  function  from  the  tempotal 
measurements.  In  recent  <ears,  however,  the  rapid  development  of  high- 
speed dioital  compvxters  a.ong  with  fast  Fourier  transform  algorithms  has 
all  but  eliminated  this  d’.fficu.,ty.  For  example,  Hohmann  and  Louden  [4J 
have  applied  this  techni-iue  tc  the  calibrati.on  of  transducers  in  air. 

The  authors  believe  that  using  broadband  signals  for  acoustic  cali- 
bration potentially  provides  a faster  method  of  calibration  than  the  c-w 
sweep-frequency  procedures  now  in  common  use.  They  also  believe  that 
future  calibration  requirements  will  include  the  need  for  phase  response 
as  well  as  amplitude  response  for  tranoducers.  This  latter  belief  is 
based  on  the  greatly  increasing  number  of  sonar  systems  that  depend  on 
broadband  signals  and  coherent  detection.  The  use  of  broadband  cali- 
bration signals  should  greatly  facilitate  the  measurement  of  phase 
response. 


Theory 

General  Fourier  transform  theory,  its  applications  to  acoustical 
problems,  and  the  use  of  digital  and  computer  techniques  in  its  appli- 
cation are  described  in  a number  of  texts  [5-12] . Because  there  are 
differences  in  conventions  adopted  by  various  authors,  some  of  the  more 
important  definitions  and  relationships  will  be  stated  here.  The  Fourier 
transform  of  g(t)  is  defined  as 


G(f)  = 


“j2TTft,. 
g(t)e  dt; 


(1) 
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consequently,  g(t)  may  be  expressed  as 


(2) 

If  g(t)  is  applied  as  the  input  to  a linear  system  with  an  impulse 
response  function  h(t),  the  output  of  that  system  is  given  by 


g(t)  = 


G(f)ej2irft^f_ 


m(t) 


h(x)g(t  - T)dT, 


mmCO 


(3) 


or  the  system  output  is  given  by  the  convolution  of  the  system  impulse 
response  and  the  system  input.  If  causality  exists  and  if  g(t)  is  assumed 
to  be  zero  for  negative  t,  Eq.  (3)  becomes 


m(t) 


t 

» 

h(x)g(t  - x)dx. 

0 


The  Fourier  transform  of  m(t)  is  given  by 


(4) 


M(f)  = W(f)(3(f)  , (5) 

where  W(f)  is  the  complex  transfer  function  of  the  system  and  is  also 
the  Fourier  transform  of  the  system  impulse  response.  In  Fourier  trans- 
form theory,  the  multiplication  process  in  the  freauency  domain  is 
equivalent  to  convolution  in  the  time  domain  and,  conversely,  convolu- 
tion in  the  frequency  domain  is  equivalent  to  multiplication  in  the  time 
domain.  If  two  linear  systems  are  cascaded  so  that  the  output  of  the 
first  serves  as  the  input  to  the  second,  the  output  of  the  second  is 
equal  to  the  double  convolution  of  the  input  with  the  two  system  impulse 
response  functions.  On  the  other  hand,  the  Fourier  transform  of  the 
output  is  the  product  of  the  Fourier  transform  of  the  input  and  the  two 
system  complex  transfer  Functions.  For  this  reason,  it  is  generally 
more  desirable  to  v/ork  in  the  frequency  domain  when  cascading  of  linear 
systems  is  involved. 

Another  useful  concept  is  the  autocorrelation  function  of  d signal, 
which  is  defined  (in  a temporal  sense)  as 


JjT 


, , . Lim 

'f’ll^'^^  “ T-x” 


g^(t)g^(t  - x)dt. 


.JjT 


(6) 


The  power  spectral  density  of  gj^(t)  is  defined  as 


Lim 


/ *7\ 


where  G^*(f)  is  the  complex  conjugate  of  G^(f).  The  autocorrelation 

function  and  the  power  spectral  density  are  Fourier  transform  pairs  by 
the  Wiener-Khintchine  theorem.  In  an  analogous  manner,  the  cross- 
correlation  function  of  gj^(t)  and  ^2^^^  defined  as 


JjT 


, , . Lim 

*^12  ~ 


T 


gi(fc)g2(t  - T)dt, 


-hT 


(8) 


and  the  cross-power  spectral  density  of  g^^Ct)  and  g2(t)  is  defined  as 

G.(f)G  *(f) 

p (f)  = 2 


(9) 


T 


Again,  by  the  Wiener-Khintchine  theorem,  the  cross-correlation 
function  and  the  cross-power  spectral  density  function  are  Fourier 
transform  pairs.  Note  that  although  the  autocorrelation  function  must 
be  an  even-valued  ftmction,  this  is  not  true  foi  the  cross-correlation 
function.  Likewise,  the  power  spectral  density  function  must  be  real 
and  positive  for  all  values  of  f,  but  the  cross-power  spectral  density 
function  may  be  complex. 

Before  applying  these  relationships  to  underwater  acoustic  transducer 
calibration,  the  reader  is  referred  to  Bobber  [13]  for  an  excellent  treat- 
ment of  acoustic  calibration  methods  and  techniques.  Two  methods  of 
calibration  will  be  discussed.  The  first  method  is  comparison  calibration 
in  which  the  response  of  an  unknown  transducer  is  obtained  by  comparing 
it  to  that  of  a calibrated  standard.  The  second  is  the  reciprocity  cali- 
bration method,  which  is  an  absolute  calibration  procedure.  Figure  1 is 
a block  diagram  of  a typical  underwater  acoustic  transducer  calibration 
set-up  where  broadband  calibration  signals  might  be  used.  The  signal 
generator  produces  a broadband  standard  signal  that  provides  an  input 
to  the  power  amplifier,  which  drives  a projector.  The  projector  S,  in 
response  to  a driving  current  i (t) , generates  a sound  pressure  at  the 
hydrophone  that  produces  the  output  e^(t).  With  capital  letters  used 

to  denote  Fourier  transforms  of  the  time  functions  and  assuming  a noise- 
free  unbounded  linear  condition,  ©^^(t)  may  be  expressed  in  the  frequency 

domain  as 

E^(f)  = I^(f)S(f)M^(f),  (10) 


Fig.  1.  Typical  arrangement 
for  underwater  acoustic  trans- 
ducer calibration. 
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where  S(f)  and  M^(f)  represent,  respectively,  the  transmitting  current 

response  of  the  projector  and  the  free-field  (open-circuit)  voltage 
sensitivity  of  tlie  hydrophone.  If  the  complex  free-field  voltage  sen- 
sitivity (receiving  response)  of  is  known,  then  a comparison  calibra- 
tion may  be  achieved  for  an  unknown  hydrophone  M2  by  first  performing 
the  experiment  with  the  known  hydrophone  and  calculating  the  Fourier 
transforms  of  i^(t)  and  e^(t).  The  exact  same  experiment  then  is 
repeated  with  hydrophone  replaced  by  the  unknown  hydrophone  M2,  and 
the  Fourier  transforms  of  62 (t)  and  i ^(t)  are  computed.  The  Fourier 
transform  of  given  by 

E2(f)  = i2(f)s(f)M2(f).  ai: 


The  complex  receiving  response  of  M2  then  is  obtained  by  combining 
Eqs.  (10)  and  (11)  to  give 


S (f)  I (f) 

M (f)  = M (f)  -= . 

I (f)  E (f) 


Cl  2: 


If  only  the  amplitude  response  of  M^  is  known,  then  the  amplitude 
response  of  M2  is  given  by 


|M2(f)|  = iM^(f) 


|l2(f)|  |E^(f)l 


(13: 


Equations  (12)  and  (13)  will  provide  calibration  results  for  all 
frequencies  except  where  I^(f),  12(f),  or  S(f)  goes  to  zero.  There  is 

an  implicit  assumption  that  the  projector  S is  linear,-  however,  the 
effect  of  a nonlinear  projector  may  be  largely  overcome  by  insuring  that 
i^(t)  and  i2^^^  same.  Equation  (12)  then  becomes 

E (f) 

M-(f)  = M (f) . (14; 

E,  (f ) 


An  equivalent  approach  to  achieve  the  same  results  is  the  use  of  the 
cross-correlation  function.  In  this  case,  with  the  known  (or  standard) 
hydrophone  M^  in  the  experiment,  an  estimate  of  the  cross-correlation 

function  of  i^^(t)  and  e^(t)  is  calculated  by 


T 


i, (t)e- (t  - x)dt. 


(15 


An  estimate  of  the  cross-power  spectral  density  of  ij^(t)  and 

then  is  obtained  by  taking  the  Fourier  transform  of  the  cross-correlation 
function  to  give 


I (f)E  *(f) 

F.T.[(|.|^^  (T)]  = — ^ 

T 


Ij(f)I^*(f)S*(f)M^*(f) 


(16) 


If  this  procedure  is  repeated  with  the  unknown  hydrophone  ^2  ^he 


experiment,  then 


I-(f)E  *(f)  I-(f)I  *(f)S*(f)M  *(f) 
F.T.[(t>^^'  (T)  J = 


T T 

is  obtained.  Combining  Eqs.  (16)  and  (17)  gives 

i2  _ _ r,(2) 


|l^(f)|  F.T.^^Mt).] 


M *(f)  = M *(f) 

2 1 I,  |2  r.(l) 


I,(f)|  F.T.[(J)^^^  (t)] 


(17) 


(18) 


If  i^(t)  and  the  same  in  both  experiments,  then 


M2*(f)  = M^*(f) 


(x)3 

F.T.U^g^  (t)3 


(19) 


This  cross-correlation  function  is  likely  to  be  more  useful  when  the 
broadband  calibration  signal  is  a continuous  one,  such  as  pseudorandom 
noise;  the  first  approach  is  likely  to  be  more  useful  with  broadband 
transient  signals. 

The  previous  paragraphs  have  dealt  exclusively  with  comparison- type 
calibrations  for  which  a standard  hydrophone  was  available.  The  pro- 
cedures also  concerned  only  the  measurement  of  hydrophone  free-field 
voltage  sensitivity,  given  the  calibrated  standard  It  should  be 
obvious  that  measurement  of  the  transmitting  response  of  a linear  pro- 
jector, given  the  same  standard  hydrophone,  is  even  simpler,  requiring 
only  a single  experiment. 

Bobcer  [13]  describes  several  methods  of  absolute  calibration,  the 
most  impoitc...t  or  which  is  the  reciprocity  method.  The  experimental 
procedures  are  exactly  the  same  as  those  described  in  the  previous  para- 
graphs, except  that  a transducer  known  to  obey  the  reciprocity  principle 
must  be  available  and  the  experiments  must  be  conducted  three  different 
times  in  identical  manners — once  as  in  Fig.  1 with  the  projector  S and 
the  hydrophone  M;  a second  time  with  the  reciprocal  transducer  R used  in 
place  of  the  projector;  and  a third  time  with  the  reciprocal  transducer 
used  in  place  of  the  hydrophone.  Taking  the  Fourier  transforms  of  the 
driving  currents  and  the  output  voltages  yields  the  following  equations: 
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(S-M) : 

Ens(f)  = Ig^(f)S(f)M(f), 

(R-M)  ; 

= Ij^(f)I^p(f)M(f) 

(S-R)  : 

(20) 


where  R^.(f)  is  the  transmitting  current  response  of  the  reciprocal 
transducer  and  is  the  free-field  (open-circuit)  voltage  sensi- 

tivity of  the  reciprocal  transducer.  Now,  the  reciprocity  parameter  is 
defined  as 


j(f)  = -5^ , 


(21) 


Combining  Ei^s.  (20)  and  (21)  produces  ari  absolute  calibration  for 
all  of  the  accustic  devices.  For  example,  che  free-field  voltage  sensi- 
tivity of  ti  o hydrophone  is  given  by 


M(f)  = 


J(£) 


(22) 


If  i„„(t)  = i_„(t),  then  Eq.  (22)  becomes 
SR  SM 


M(f)  = 


J(f) 


(23) 


which  is  equivalent  to  Bobber's  [13]  Eg.  (2.17). 


The  reciprocity  parameter  is  discussed  extensively  by  Bobber  [13] . 
Bobber  also  discusses  [14]  the  development  of  a generalized  reciprocity 
parameter.  Past  undeirwater  acoustic  transducer  calibrations  have  dealt 
only  with  amplitude  functions  (in  almost  all  cases) ; therefore,  the 
reciprocity  parameter  usually  has  been  treated  as  a real  function.  If 
complex  responses  are  required  in  an  acoustic  calibration,  a complex 
reciprocity  parameter  is  needed.  Beranek  [15]  has  derived  such  a complex 
spherical  reciprocity  parameter  for  spherical  waves  where  complete 
spherical  symmetry  exists.  The  same  parameter  is  derived  in  a slightly 
different  form  in  Appendix  A.  Using  this  derivation,  Eq.  (23)  becomes 


M(f)  = 


gj2irf/c 


(24) 


when  the  transducers  are  separated  by  1 m during  the  measurements 


If  the  method  of  processing  is  to  be  that  involving  the  cross- 
correlation  functions  of  transducer  driving  currents  and  transducer 
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response  voltages,  then  Eq.  (20)  for  the  t!iree  experiments  becomes 

F.T.[<|.jy^(T)]  = lljy^(f)i\*(f)M*(f),  (25) 

F.T,[<}.sj^(t)]  = |lgj^(f)lV(f)R^*(f), 

where  the  first  subscript  indicates  the  transducer  used  as  the  projector 
and  the  second  subscript  indicates  the  one  used  as  the  receiver.  Com- 
bining Eq.  (25)  with  F (21)  and  assuming  that  I„,.(f)  = gives 

SM  SR 


M*(f) 


F.T.[({.j^(T)]-F.T.[(j)gM('r)] 


J*(f)  , 


(26) 


The  advantage  of  this  processing  method  is  in  the  use  of  continuous 
broadband  calibration  signals  where  truncation  methods  (to  be  described 
later)  can  be  used  to  discriminate  against  multipath  arrivals  at  the 
receiver. 


Noise  Analysis  and  Discrimination 

The  theory  discussed  in  the  previous  section  has  dealt  with  acoustic 
transducer  calibration  under  conditions  that  are  highly  idealized  by 
assuming  the  existence  of  a free  field,  absolute  accuracy  in  measure- 
ments, and  no  contaminating  noise  sources. 

The  absence  of  free-field  conditions  may  be  compensated  in  two  ways: 
(1)  by  keeping  the  separation  between  projector  and  hydrophone  small 
(consistent  with  near-field  constraints)  during  calibration  measurements 
so  that  the  levels  of  multipath  signals  are  small  in  comparison  with  the 
level  of  the  direct  signal,  and  (2)  by  truncation  of  the  signal  in  the 
time  domain.  The  first  of  these  procedures  is  common  to  all  calibration 
methods;  the  second  applies  only  to  broadband  signals.  In  the  case  of  a 
broadband  transient  signal,  the  truncation  occurs  directly  in  the  time 
domain  with  the  signal  designed  as  nearly  as  possible  to  insure  that 
effects  due  to  the  direct  arrival  have  diminished  to  zero  before  the 
first  multipath  signal  arrives,  in  the  case  of  broadband  continuous 
noise,  the  truncation  occurs  on  the  correlation  function  that  is  calcu- 
lated. Again  the  signal  design  should  be  such  that  the  correlations  due 
to  direct  and  multipath  signals  are  resolvable.  Truncation  of  the  sig- 
nals in  this  manner  will  have  an  effect  on  the  character  of  the  noise 
and  on  the  ability  to  achieve  absolute  accuracy  in  the  measurements. 

This  effect  will  be  discussed  briefly  in  subsequent  paragraphs. 

Absolute  accuracy  in  acoustic  measurements  never  is  completely 
achievable,  partly  because  of  the  lack  of  exact  calibrations  of  the 


8 


measuring  instruments,  but  mostly  because  of  contaminating  noise  that 
introduces  errors  in  the  measurements.  Noise  in  the  measuring  system 
comes  from  various  sources,  the  most  notable  being  the  ambient  noise 
that  exists  in  the  calibration  enclosure.  Another  source  of  noise  is 
the  electronic  measuring  system  itself.  Also  of  importance  is  noise 
induced  in  the  system  by  the  kind  of  processing  being  used,  particularly 
for  digital  systems,  which  contain  sampling  noise  due  to  discrete  sam- 
ples in  time.  There  is  also  quantization  noise  due  to  discrete  quanti- 
zation levels,  as  well  as  errors  introduced  by  such  things  as  signal 
truncation  tsnd  finite  samole  sizes.  In  the  calibration  methods  described 
in  this  report,  extreme  care  must  be  given  to  each  source  of  error, 
because  often  what  appears  to  be  a small  error  can  be  magnified  many  ■ 
times  in  the  final  result. 

In  most  measurement  problems,  it  is  appropriate  to  start  with  an 
analysis  of  the  largest  soxirce  of  error  and  determine  how  best  to  treat 
it  before  moving  to  the  next  most  important  source.  In  the  underwater 
acoustic  calibration  problem,  this  source  is  the  ainbient  noise  in  the 
calibration  enclosure.  The  output  voltage  of  the  hydrophone  in  Pig.  1 
would  be 

■^(t)  = ej^(t)  + m^(t)  , (27) 


where  e^^(t)  is  the  output  that  is  generated  by  the  acoustic  field  pro- 
duced by  the  projector,  m^(t)  is  the  output  due  to  the  ambient  noise 

field,  and  e^Tt)  is  the  measured  output  of  the  hydropnone. 


One  rather  obvious  way  to  discriminate  against  this  kind  of  noise  is 
to  use  signal  averaging;  that  is,  repeat  the  calibration  experiment  many 
times  in  a manner  such  that  signals  will  add  coherently  while  the  noise 
adds  incoherently.  If  the  signals  are  all  completely  coherent  and  the 
noise  samples  are  independent,  the  gain  in  signal-to-noise  ratio  (ex- 
pressed in  decibels)  is  10  log  n,  where  n is  the  number  of  experimental 
outputs  used  in  the  average.  It  should  be  clear  that  a price  is  paid  in 
terms  of  time  required  for  the  total  calibration  in  this  kind  of  noise 
discrimination.  For  example,  100  experiments  will  give  a signal-to- 
noise  improvement  of  20  dB,  but  an  additional  100  experiments  will  be 
required  for  a further  improvement  to  23  dB;  that  is,  an  improvement  of 
3 dB  requires  a doubling  of  time  required  for  the  total  calibration. 

This  kind  of  signal  averaging  is  also  generally  effective  against 
types  of  noise  other  than  the  ambient  noise  field  in  the  calibration 
enclosure,  Fo»”  example,  it  will  be  effective  against  electronic  noise 
associated  with  the  preamplifier  for  the  hydrophone  and  against  electri- 
cal noise  associated  with  inadequate  grounding  or  actual  electrical 
response  of  the  hydrophone  to  electrical  signals  in  the  water.  Signal 
averaging  will  be  effective  also  against  quantizing  noise  associated 
with  digitizing  ©^^(t),  provided  that  rounding  of  the  average  is  not  used 

and  that  the  sampling  is  not  synchronous  with  the  signal.  For  instance. 
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if  100  samples  of  data  are  taken  and  digitized  with  a 1-mV  quantization 
level,  the  effective  quantization  level  without  rounding  for  the  averaged 
signal  would  be  0.01  mV.  Actually  the  quantization  noise  is  completely 
dependent  on  the  final  effective  quantization  level,  which  usually  can  be 
controlled  so  that  it  presents  no  measurement  problem. 

Signal  averaging  will  not  be  effective  against  signal-induced  noise 
such  as  multipath  interference  or  electrical  crosstalk  in  the  system. 
Neither  will  it  be  effective  against  bias-type  measurement  errors. 

For  a more  detailed  analysis  of  the  effect  of  random  (or  incoherent) 
noise,  consider  the  result  of  100  experiments  in  which  the  data  have 
been  digitized  and  signal  averaging  has  been  applied.  Antialiasing 
filters  are  assumed  to  have  been  used  prior  to  the  digitizing  to  elimi- 
nate any  aliasing  effects.  The  results  may  be  written  as 

e^l^lk^  = ej^(kAt)  + mj^(kAt) , (28) 

where  k is  the  number  of  samples,  1/At  is  the  sampling  rate  used,  e^(kAt) 


is  the  digitized  and  averaged  output,  e^^(kAt)  is  that  part  of  e^(kAt)  due 
to  the  acoustic  field  produced  by  the  projector,  and  m^(kAt)  is  that  part 


of  e^(kAt)  produced  by  a combination  of  ambient  noise,  electronic  noise, 

and  quantization  noise.  It  is  desired  that  the  power  spectral  density  of 
the  output  be  estimated  by  taking  the  discrete  Fourier  transform  (DFT) 


of  e^(kAt).  For  processing  efficiency,  it  is  desirable  that  the  niunber 

of  samples  k be  equal  to  2^  so  that  one  of  the  standard  fast  Fourier 
transform  (FFT)  algorithms  can  be  used  to  generate  the  DFT.  The  DFT  can 
be  thought  of  as  a digital  analog  of  the  Fourier  series  expansion  of  a 
function,  therefore  any  particular  Fourier  component  may  be  written  as 


u cos  (o)^t  + 0)  = A cos  + X cos(a.'j^t  + <}i)  , 


(29) 


where  u is  the  measured  value  of  the  amplitude  of  the  Fourier  component, 

A is  the  amplitude  of  the  Fourier  component  due  to  the  signal,  x is  the 
amplitude  of  the  Fourier  component  due  to  the  nois'>.,  and  (j)  is  the  phase 
difference  between  the  Fourier  components  due  to  the  signal  and  the  noise. 
Because  the  original  signal  and  noise  are  independent  variables,  (j)  will 
be  a random  variable  with  a uniform  distribution.  The  noise  may  be 
assumed  to  have  a Gaussian  distribution,  particularly  after  the  averaging 
(where  the  average  tends  toward  a Gaussian  distribution  because  of  the 
Central  Limit  Theorem),  The  conditional  distribution  density  of  u,  given 
A,  then  can  be  expressed  by  the  Rician  (9]  distribution  density 


P(u|a)  = (u/a^){exp[-(u^  + A^)/2a^l }lQ(uA/q^) , 


(30) 
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where  u ia  the  measured  value  of  the  amplitude  of  the  Fourier  component, 

2 

A is  the  amplitude  of  tlve  Fourier  component  due  to  tlie  signal,  o is  the 

2 

variance  of  the  noise  variable  (after  averaging) , and  Iq(uA/o  ) is  the 


2 

modified  Bessel  function  of  zero  order  with  the  argument  uA/o  . An 
integral  expression  [15]  for  the  modified  Bessel  function  of  zero  order 
is  given  by 


Iq(z)  = (1/7T) 


tr 

z cos  0 
e 

0 


d8. 


(31) 


so  that  Eq.  (30)  may  be  rewritten  as 
P(u|a)  = (u/o^){exp[-(u^  + A^)/2a^]}(l/Ti) 


It 

2 

exp[(uA/a  )cos  6]d6 

0 


= (u/o^){exp[-(u^  + A^)/2o^]}(1/ti) 


exp[ (uA/a^)  (1  - 2 sin^>36)]d6 


0 

’STT 


= (u/o^){exp[-(u  - A)^/2a^])(2/ir) 


exp[  (-2uA/a^)sin^((>]d()).  (32) 


Equation  (32)  is  a somewhat  better  expression  for  generating  the  distri- 
bution density  function  by  numerical  integration.  It  also  can  be  used 
to  show  how  the  distribution  approaches  a Rayleigh  distribution  as  A 
approaches  zero  and  how  it  approaches  a Gaussian  distribution  as  A becomes 
large  in  comparison  with  a. 

For  calculation,  it  is  desirable  to  express  both  u and  A in  units  of 
a (that  is,  let  a = 1)  so  that  Eq.  (32)  becomes 

• hn 

P(u]a)  = u{exp[-*3(u  - A)^]}(2/tt)  | exp(-2uA  sin^tj)) d(}>.  (33) 

0 


This  distribution  density  is  plotted  in  Fig.  2 for  the  values  A = 1,3,5. 

The  cumulative  form  of  the  Rician  distribution  density  is  useful  for 
the  noise  analysis  of  this  report.  It  is  obtained  by  taking  the  integral 
of  Eq.  (32) ; that  is. 


X 


P(u<x|a)  = 


J p(u]A)du. 
0 


(34) 


This  distribution  is  plotted  in  Fig.  3 for  0=1  and  for  A = 1,3,5. 
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F1g.  2.  Examples  of 
Ricicm  distribution  den- 
sity for  0=1,  as  cal- 
culated fron  3.?'/ . 


Tlie  usefulness  of  the  distribution  shown  in  Fig.  3 is  in  determining 
the  errors  introduced  by  the  noise  in  the  measurement  of  the  amplitude 
of  the  Fourier  transform  of  a given  signal,  particularly  where  the  trans- 
form is  generated  on  c point-by-point  basis.  With  a known  value  A of 

the  Fourier  compor/ent  of  the  signal  and  with  a known  statistic  of  the 
noise,  the  cumulative  distribution  of  the  measured  value  of  the  ampli- 
tude of  a single  Fourier  component  is  given  by  Fig.  3;  that  is,  if  the 
experiment  were  repeated  an  infinite  number  of  times,  the  cumulative 

distribution  of  the  measured  value  u,  given  A and  o , would  be  that 
shown  by  Fig.  3.  For  example,  from  Fig.  3 for  A = 5 (or  +14  dB  above 
the  noise  level) , the  probability  of  a measured  value  of  u being  less 
than  3.75  (-2.5  dB  re  A)  is  0.085.  Likewise,  the  probability  of  a 
measured  value  of  u being  greater  than  6.67  (+2.5  dB  re  A)  is  0 057. 
Therefore,  the  probability  of  an  absolute  error  in  a single  measurement 
of  u being  greater  than  2.5  dB  is  0.142.  For  measured  values  of  u for 
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F1g.  3.  Cumulative  form 
of  Rician  distribution 
for  c = 1 and  A = 1,3,5. 


different  frequency  points  in  a given  spectrum  (for  A = +14  dB  above  the 
noise)  v;hcre  the  errors  for  the  different  points  are  independent,  an 
evror  of  2.5  dB  or  greater  will  occur  on  the  average  of  1 in  7 points. 
This  fact  illustrates  the  need  for  smoothing  the  amplitude  spectra  before 
using  them  in  the  calibration  calculation.  The  type  of  smoothing  re- 
quired should  not  be  confused  with  conventional  smoothing  such  as  Hann, 
Hamming,  or  Parzen  windows.  Although  these  smoothing  methods  may  be 
useful,  they  are  primarily  aimed  at  giving  a best  estimate  of  spectra 
based  on  limiced  discrete  samples  of  the  original  time  series.  They  do 
not  take  into  consideration  the  fact  that  undesired  noise  may  be  con- 
taminating the  original  time  series. 

Information  on  the  type  of  specJnral  smoothing  thf,.c  will  be  desirable 
in  underwater  acoustic  transducer  calibration  procedures  has  not  yet  been 
developed.  Possibilities  exist  for  segmenting  the  raw  spectrum  and  doing 
a least-squares  fit  to  a quadratic  or  cubic  for  each  segment  with  a 
matching  of  end  points.  Consideration  should  be  given  also  to  individual 
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smoothing  of  the  real  and  imaginary  parts  of  the  spectrum  before  they 
are  combined  to  give  the  amplitude  spectrum.  The  problem  of  spectrum 
smoothing  will  be  one  important  phase  of  future  work. 


Also  of  importance  in  the  noise  analysis  is  the  cumulative  distri- 
bution of  the  quotient  of  two  Rician  variables.  This  distribution 
becomes  important  because  of  the  need  to  take  the  quotient  of  measured 
spectral  densities  in  the  underwater  acoustic  calibration  procedure. 

The  distribution  of  a single  point  in  the  resultant  spectral  curve  is 
given  by  the  quotient  of  two  Rician  variables  and  can  be  expressed  in  a 
cumulative  form  as  the  conditional  probability  of  given  A^, 

A^,  0^,  and  For  a given  value  of  u^/  the  probability  of  u^/u^  being 

less  than  x is  simply  the  probability  of  u^^  being  less  than  xu^.  If  the 

errors  a.®sociated  with  the  measurements  of  u^^  and  u^  are  independent,  the 

desired  cumulative  distribution  may  be  calculated  by  simply  integrating 
'the  product  of  the  probability  density  of  u^  and  the  probability  of  u^ 

being  less  than  xu^  over  all  values  of  u^.  This  cumulative  distribution 

of  the  quotient  is  expressed  in  integral  form  by 


p(Uj^/U2<x|A^;A2;a^;02)  = p(U2|A2;02)p(u^<XU2!Aj^;aj^)du, 


00  1 

fXU 

. 

► 

p(u2|A2,-a2) 

0 1 

0 

V / 

(35) 


where  p(u^|A^;a^)  is  given  by  Eq.  (32).  This  cumulative  distribution  is 

plotted  in  Fig.  4 for  values  of  = 0 dB  and  A^  = A^  = 10  dB, 

15  dB,  20  dB,  and  30  dB.  The  decibel  scale  has  been  used  in  the  plots 
to  facilitate  analyses  of  errors.  For  example,  for  A^  = A^  = 20  dB, 

= 0 do,  the  probability  that  the  error  in  the  measured  value  of 

U1/U2  will  be  greater  than  1.6  dB  is  0.2.  Also,  the  probability  of  the 

error  in  u^/u^  (for  A^^  = A2  = 30  dB)  being  greater  than  0.5  dB  is  0.2. 

This  fact  further  illustrates  the  need  for  smoothing  either  in  the  spec- 
tral estimates  or  in  the  generation  of  the  final  calibration  curves,  or 
both. 


In  addition  to  the  Rician  distribution,  another  distribution  of 
general  interest  in  calibration  problems  is  the  probability  of  A,  given 
the  measured  value  of  u and  the  noise  statistics.  This  distribution  is 
of  particular  value  in  parameter  estimation  and  the  establishment  of 
confidence  limits  for  relatively  small  signal-to-noise  ratios.  A deri- 
vation of  this  probability  density  function,  referred  to  as  a modified 
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Rician  distribution,  is  given  in  Appendix  B.  A derivation  of  tlie  dis- 
tribution of  Aj^/A^,  given  u^^  and  u^  and  the  two  noise  statistics,  is  also 

given  in  Appendix  B. 

Further  discussion  of  noise  analysis  will  occvir  in  subsequent  sec- 
tions as  appropriate. 


Fig,  4,  Cumulative  con- 
ditional probcibilities 
of  the  quotient  of  two 
Rician  variables; 

= a = 0 dB. 


Broadband  Calibration  Wavefonns 

There  are  two  different  forms  of  useful  broadband  calibration  wave- 
forms. One  is  a transient-type  signal  with  a limited  time  duration. 

The  second  is  a continuous  deterministic  broadband  waveform,  such  as  a 
pseudorandom  wavefom.  Both  waveforms  have  the  same  theoretical  poten- 
tial; however,  each  type  has  possible  practical  advantages.  The  practi- 
cal advantages  of  the  transient  waveform  are  (1)  the  ability  to  recog- 
nd.ze  multipath  inter fr,.c,  once  directly  from  the  temporal  response  without 
the  use  of  correlation  -<r  transform  methods,  and  (2)  the  possible  use  of 
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high-power  transient  sources  such  as  explosl^'e  charges,  air  guns,  and 
spark  discharges  as  calibration  signals.  The  practical  advantage  of  the 
pseudorandom  signal  is  the  continuous  transmission,  which  will  allow  a 
higher  average  power  than  conventi.onal  sources  do  and  will  provide 
better  signal- to-noise  ratios.  It  is  believed  that  the  information  rate 
achievable  with  a pseudorandom  source  may  be  as  much  as  an  order  of 
magnitude  higher  than  that  achievable  with  a transient  source.  Also, 
the  two-state  condition  norinally  associated  with  pseudorandom  sequences 
can  alleviate  problems  with  power  amplifiers,  since  the  projector  can  be 
driven  by  an  appropriate  switching  configuration. 


With  transient  waveforms,  it  is  essential  that  the  generated  tran- 
sient have  a broad  bandwidth  and  be  practical  from  the  standpoint  of 
signal  generation  and  repeatability.  Although  the  impulse  function  has 
a desirable  spectrvim,  it  has  been  ruled  out  because  of  practical  rea- 
sons. The  two  transient  waveforms  that  have  been  investigated  are  a 
synchronous  one-cycle  pulse  of  a sinusoidal  wave  and  a step  function 
waveform.  The  spectrum  of  a step  function  has  the  well-known  1/f  spec- 
trum and  is  considered  as  a most  appropriate  calibration  waveform.  The 
energy  spectrum  of  a synchronous  one-cycle  pulse  of  a sinusoidal  wave  is 
given  by 


E(f) 


sin 

irf  [1  - (f/f 
. ^ ^ 


(36) 


The  snape  of  the  energy  spectrum  is  shown  in  Fig.  5.  Also  shown  plotted 
on  the  same  figure  is  the  cusrve  for  a 6-dB/octave  boost  applied  to  the 


Fig.  5.  Energy  spectral  density,  one  cycle  of  sine  wave  at 
frequency  f^. 
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spedtrum  of  Eq.  (3G) . In  both  cases,  the  spectra  have  been  normalized 
to  a aero-decibel  level  for  the  maximum  spectral  density.  A universal 
curve  is  shown  with  the  spectral  density  plotted  as  a function  of 

wivh  f^  is  the  frequency  associated  with  the  one-cycle  sinusoid.  The 

spectrum  with  the  6-dP/octave  boost  is  included  because  it  is  felt  that 
this  may  be  more  indicative  of  the  actual  energy  spectrum  in  the  water. 
Note  the  zeroes  that  occur  for  = 0,  2,  3,  etc.  Trom  tlie  spectrum 

with  the  6-dB/octave  boost,  considering  only  the  portion  between  the 
first  two  zeroes,  it  is  apparent  that  the  useable  frequency  range  will 
cover  about  3 octaves. 


One  of  the  advantages  stated  for  the  transient  waveform  is  the 
ability  that  it  provides  for  recognizing  multipath  interference  directly 
from  the  total  system's  temporal  response.  To  realize  this  advantage, 
the  response  due  to  the  direct  arrival  must  be  essentially  zero  when  the 
first  multipath  signal  arrives.  Then,  theoretically,  the  response  may 
be  trui.-ated  so  as  to  retain  only  tlie  signal  due  to  the  direct  arrival. 

If  the  signal  due  to  the  direct  arrival  has  truly  gone  to  zero  before 
truncation,  the  truncation  will,  of  coarse,  have  no  effect  on  the  energy 
spectral  density  of  the  signal  transform;  however,  there  will  be  an 
effect  on  the  contaminating  noise.  This  result  should  be  somewhat  advan- 
tageous in  that  the  total  noise  energy  contribution  in  the  transform  will 
be  decreased  by  the  truncation,  with  expected  signal-to-noise  improvements. 
The  energy  spectral  density  of  the  truncated  noise  is  given  by 


E„(f)  = T 
N 


Pn(f) 


sin  TT(f  - f')T 


A 2 


n(f  - f')T 


df. 


(37) 


Equation  (37)  is  derived  by  taking  the  convolution  of  the  noise  power 
spectral  density  and  the  Fourier  transform  of  the  autocorrelation  func- 
tion of  the  square  truncating  waveform.  It  should  be  clear  from  Eq.  (37) 
that  although  the  total  noise  energy  is  decreased  according  to  the  trun- 
cation width  T,  a discrete  term  in  the  noise  spectra  v-;ill  tend  to  be 
smeared  in  the  truncated  spectrum  because  of  the  (sin  x)/x  convolution 
term.  This  fact  is  equally  true  for  a d-c  term  in  the  noise  where  the 
amplitude  spectra  due  to  the  d-c  term  will  take  the  form 


T 


= TE, 


sin  irfT 


TTfT 


(38) 


where  T is  the  truncation  width  and  E^  is  the  amplitude  of  the  d-c  com- 
ponent. Because  the  medium  will  not  support  a d-c  term,  it  is  clear  that 
this  d-c  term  should  be  removed  before  taking  the  Fourier  transform.  It 
can  be  removed  by  integrating  over  the  truncated  region  of  the  response, 
averaging,  and  subtracting  this  average  from  each  of  the  sampled  values 
in  the  truncated  region. 
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If  part  of  the  signal  is  eliminated  in  the  truncation  process,  con- 
ceivably serious  errors  could  occur  in  the  estimation  of  the  energy 
spectra,  which  would  result  in  calibration  errors,  particularly  if  the 
effects  are  different  in  the  standard  being  used  and  the  unknown. 

Another  type  of  transient  that  has  been  considered  is  the  step  func- 
tion. ,'Jf  the  projector  of  Fig.  1 is  connected  through  a switch  to  a 
battery,  closing  the  switch  will  provide  a step  function  of  voltage  to 
the  projector.  Opening  the  switch  after  the  projector  has  stabilised 
will  provide  a negative  step  function  of  current.  This  waveform  will 
not  have  the  zeroes  in  the  spectrum  as  produced  by  the  single  cycle  of 
the  sinusoidal  wave;  however,  it  could  have  zeroes  in  the  spectrum  pro- 
duced by  zeroes  in  the  system  response. 

Disadvantages  of  transient  inputs  are  the  high  ratio  of  peak-to- 
average  signal  and  the  small  duty  cycle  normally  imposed  by  the  require- 
ment that  the  system  be  allowed  to  stabilize  completely  before  the  next 
transient  is  applied.  These  properties  can  result  in  a serious  dynamic 
range  problem  for  the  transient-type  signal.  This  situation  can  be 
improved  considereibly  by  using  a continuous  pseudorandom  waveform  as  the 
calibration  signal.  First,  the  peak-to-average  signal  will  approximate 
that  normally  associated  with  a Gaussian  waveform.  Second,  the  duty 
cycle  will  be  100  percent.  The  waveform  is  deterministic  and  repeat- 
able, so  signal  averaging  can  be  used  to  discriminate  against  certain 
types  of  noise.  Stabilization  time  does  not  pose  a serious  problem.  As 
a me  ;ter  of  fact,  the  pseudorandom  signal  may  be  thought  of  as  the 
pseudorandom  combination  of  harmonically  related  sinusoids  with  a fun- 
damental frequency  equal  to  the  inverse  of  the  period  of  the  pseudo- 
random sequence,  where  the  phases  of  the  sinusoids  in  the  combination 
are  such  as  to  avoid  extreme  peaks.  Some  properties  of  pseudorandom 
sequences  are  described  in  Appendix  C.  From  Appendix  C,  the  power 
spectral  density  o::  the  pseudorandom  sequence  is 

P(f)  = p[(sin  7rfp)/TTfp]^,  (39) 

where  p is  tiie  period  of  Lhe  shift  pulse,  or  (2^  - l)p  is  the  period  of 
the  sequence.  It  is  seen  from  Eq.  (39)  that  by  keeping  f small  so  that 
fp  < 0.442,  the  higher  frequency  components  of  the  sequence  are  down 
only  3 dB  from  the  maximum  value.  This  means  that  all  of  rhe  harmoni- 
cally related  sinusoids  mentioned  above  are  of  approximately  the  same 
amplitude.  The  calibration  processing,  where  multipath  discrxiiunation 
is  not  required,  is  exactly  equivalent  to  that  for  the  transient  wave- 
form. Where  discrimination  against  multipath  signals  is  desired,  gen- 
eration of  either  the  autocorrelation  functions  of  the  receiver  outputs 
or  the  cross-correlation  functions  of  the  system  inputs  and  outputs  is 
required.  Truncation  tlien  is  performed  in  the  transform  domain,  provided 
that  correlations  due  to  direct  and  indirect  signals  are  resolvable. 
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Description  of  E/.periments 

To  gain  insight  into  the  problems  involved  in  adapting  the  theories 
of  broadband  signals  to  practical  vmderwater  sound  transducer  calibration 
measurements,  simplified  comparison- type  experiments  have  been  performed 
at  the  NRL-USRD  Leesburg  open-water  calibration  facility.  Basic  interest 
in  these  first  experiments  was  to  determine  something  about  the  accuracy 
that  could  be  obtained  under  well-controlled  conditions  and  to  better 
define  associated  problems.  Such  problems  as  hydrophone  resonances, 
reflection  interference,  and  ambient  noise  were  minimized  by  the  choice 
of  acoustical  instrumentation,  frequencies,  and  rigging  configuration. 

On  the  other  hand,  the  frequency  range  10  Hz  to  1 kHz  chosen  for  the 
experiments  is  in  the  range  where  reflection  and  noise  problems  usually 
predominate  in  open-water  sites.  In  addition,  considerable  60-Hz  power 
line  interference  also  was  present  in  some  of  the  output  signals.  Thus, 
these  results  cannot  be  interpreted  in  any  way  as  having  been  obtained 
mider  idealized  conditions. 

The  Leesburg  Facility  is  located  on  a natural  spring  somewhat  atypi- 
cal of  those  found  through  Florida  in  that  it  is  bowl-shaped  rather  than 
funnel-shaped.  The  spring  is  roughly  elliptical,  with  major  and  minor 
axes  of  50  and  40  m,  respectively.  The  sidewalls  of  the  cavity  are  com- 
posed of  dolomite- type  rock  mixed  with  compacted  organic  material.  The 
sides  fall  sharply  to  a mean  depth  of  approximately  45  m.  The  well  of 
the  facility  is  located  such  that  the  hydrophone  can  be  rigged  roughly 
in  the  center  of  the  cavity  volume.  An  omnidirectional  sound  source  was 
rigged  at  the  same  depth  on  the  major  axis  at  the  distance  1 m from  the 
hydrophone.  This  rigging  configuration  minimizes  reflection  problems, 
because  reflections  arriving  at  the  hydrophone  from  walls  of  the  cavity 
and  the  air-to-water  interface  tend  to  cancel  each  other.  For  the 
arrangement  used,  the  travel  time  for  these  reflections  is  about  24  ms. 

In  addition  to  multipath  interference,  ambient  noise  of  the  site  as 
well  as  the  noise  of  the  associated  electronics  further  degrade  the 
signal.  Figure  6 shows  a typical  noise  profile  of  eimbient  vrater  noise 
associated  with  the  site.  At  20  Hz,  this  noise  le'^el  corresponds  to  a 
voltage  level  of  approximately  -85  dB  re  1 V at  the  output  of  the  re- 
ceiving system  that  was  used,  which  is  well  below  noise  levels  generally 
contributed  by  the  electronics. 

The  hydrophones  used  in  these  experiments  were  chosen  because  their 
sensitivities  are  flat  throughout  the  frequency  range  1 Hz  to  10  kHz. 

The  hydrophones  were  the  USRD  types  F36,  F37,  and  F50,  which  are  des- 
cribed by  Groves  [17]  in  a recent  report.  Their  free-field  voltage 
sensitivities,  previously  determined  by  conventional  calibration,  are 
listed  in  Table  1. 

A USRD  type  J13  electrodynamic  projector  was  used  as  the  sound 
source.  This  projector  was  chosen  because  of  its  good  low-frequency 
response  and  its  ability  to  be  driven  intermittently  with  up  to  2 A of 
current.  The  projector  has  a highly  damped  resonance  at  about  40  Hz. 
Characteristics  of  this  projector  also  are  described  in  the  report  [17] 
by  Groves.  A typical  transmitting  current  response  for  the  J13  is  shown 
in  F’g.  7. 
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Fig.  6.  Noise  pressure  level  per  hertz  at  the  12-m  depth, 
Leesburg  Facility  (from  unpublished  data  of  Dr.  J.  E.  Blue) 


Table  1.  Free-field  voltage  sensitivities  of 
hydrophones  used  in  broadband  calibration 
experiments . 


Hydrophone 


Sensitivity 
(dB  re  1 V/yPa) 
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Fig.  7.  Typical  transmitting  current 
response,  USED  type  J13  transducer. 
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Data-acquisition  system. 


Beca".«=i  a digital  recorder  was  not  available  at  the  measurement 
jite,  xt  was  necessary  to  record  i:he  data  in  analog  form  on  an  Ampex 
FR130(>  magnetic  tape  recorder  for  later  processing.  All  recordings  were 
made  at  60  in./s,  using  FM  electronics.  A block  diagram  of  the  data- 
acquisition  system  is  shown  in  Fig.  8.  The  signal  generator  and  gate 
provided  a one-cycle  pulse  of  the  desired  frequency  to  the  power  ampli- 
fier. The  power  amplifier,  with  appropriate  impedance  matching,  was 
used  to  drive  the  J13  projector,  which  produced  the  acoustic  signal  in 
the  water.  The  outpuc  of  tlie  current  transformer  used  to  measure  the 
current  into  the  J13  was  amplified  and  recorded  on  one  channel  of 
Ampex  recorder.  The  recording  level  was  adjusted  so  that  the  peak 
voltage  was  approximately  1 V.  The  output  of  the  hydrophone  in  the 
acoustic  field  generated  by  the  J13  was  amplified,  filtered,  and  re- 
corded on  a second  channel  of  the  Ampex  recorder.  A bandpass  filter 
was  used,  but  the  principal  concern  was  the  low-pass  characteristics; 
therefore,  the  upper  frequency  cutoff  was  set  at  from  1/3  to  1/2  of  the 
sampling  rate  to  be  used  in  subsequent  processing,  to  avoid  possible 
aliasing  effects.  The  filter's  attenuation  characteristics  provided 
48  dB/octave  rejection  in  the  attenuation  band.  The  low-frequency 
cutoff  was  set  at  3 Hz  for  all  of  the  experiments.  In  addition,  the 
output  of  a crystal-controlled  oscillator  was  recorded  on  a third 
channel  of  the  Ampex  recorder.  Because  this  channel  was  to  be  used  to 
provide  the  sampling  pulses  for  later  data  processing,  the  oscillator 
was  set  at  a frequency  equal  to  the  proposed  sampling  rate. 

For  a given  experiment,  the  one-cycle  pulse  was  repeated  100  times 
and  the  required  recordings  were  made.  Temporal  separation  between  the 
pulses  was  such  that  the  entire  system  had  reached  its  quiescent  state 
before  the  next  pulse  was  applied.  This  repetition  of  the  experiment 
was  performed  in  order  that  "signal  averaging"  could  be  used  in  the 
ultimc  T processing  of  the  data.  The  experiment  was  conducted  two 
differ-,  it  times  in  as  near  an  identical  manner  as  possible,  using  two 
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different  hydrophones,  both  of  known  sensitivites.  Gain  controls  re- 
mained constant  throughout  both  experiments.  One  of  the  hydrophones  was 
considered  as  the  hydrophone  to  be  calibrated;  the  second  was  considered 
as  the  calibration  standard. 

The  data  thus  obtained  were  returned  to  the  main  laboratory  at 
Orlando  for  processing  by  the  PDP-8/I  minicomputer.  A block  diagram  of 
the  data  playback  and  digitizing  system  is  shown  in  Fig.  9.  Recorder 
playback  speed  was  7.5  in./s,  or  one  fourth  of  the  recording  speed,  to 
allow  for  interfacing  with  the  analog-to-digital  converter  and  multi- 
plexer of  the  PDP-8/I  minicomputer.  Thus,  actual  frequency  values  on 
playback  filters  were  divided  by  4 to  correspond  to  the  same  frequency 
in  the  recording  time  frame.  To  avoid  confusion,  however,  time  and 
frequency  will  always  be  considered  to  be  in  the  recording  time  frame  in 
this  report,  unless  otherwise  specified. 

On  tape  playback,  the  sampling  pulses  for  the  data  channels  were 
obtained  by  a hard-limiting  of  the  reference  frequency  that  was  recorded 
for  this  purpose.  Sampling  pulses  were  generated  from  this  hard-limited 
signal.  Sampling  rates  (in  recording  time)  were  1024,  2048,  or  4096 
samples  per  second,  depending  on  the  frequency  range  to  be  covered.  The 
ol3  current  signals  and  the  hydrophone  voltage  response  signals  were 
sampled  and  stored  in  the  PDP-8/I  core  memory.  Storage  in  core  memory 
was  initiated  by  thresholding  the  current  signal.  A small  part  of  the 
core  memory  was  used  as  a rotating  buffer  store  so  as  to  preserve  samples 
of  the  time  series  immediately  preceding  the  signal. 

Additional  antialiasing  filtering  was  provided  on  playback  for  the 
voltage  response  signals.  Core  storage  was  limited  in  the  PDP-8/I  to 
2048  11-bit-plus-siqn  binary  words,  thus  the  maximum  storage  was  2 s of 
data  at  the  lowest  sampling  rate.  The  11-bit  words  correspond  to  a 
total  dynamic  range  of  66  dB.  Levels  were  adjusted  before  beginning  the 
digitizing  process  to  make  full  use  of  this  dynamic  range. 


Fig.  9,  Data  playback  cuid  digitizing 
system. 
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After  each  transient  current  waveform  and  voltage  response  waveform 
was  digitized,  the  digital  data  were  transferred  to  DEC  magnetic  tape 
(used  by  the  PDP-8/I  for  bulk  storage)  and  the  analog-to-digital  con- 
verter and  multiplexer  were  made  ready  to  receive  the  next  set  of  tran- 
sient waveforms.  Data  were  stored  in  blocks  of  128  words  each,  with 
8 blocks  or  1024  words  usually  used  to  characterize  a waveform.  When 
all  of  the  data  for  a given  experiment  had  been  digitized,  there  existed 
in  digital  form  100  sets  of  transient  current  waveforms  and  voltage 
response  waveforms  for  both  the  hydrophone  being  calibrated  and  the 
hydrophone  being  used  as  the  standard. 

The  next  step  in  the  processing  was  to  recall  each  member  of  a set 
back  into  core  and  generate  an  ensemble  average  for  that  set.  Because 
signals  added  coherently  in  the  generation  of  these  averages,  discri- 
mination against  the  normal  types  of  noise  encountered  was  achieved.  It 
should  be  pointed  out  that  signals  were  not  completely  coherent,  because 
errors  in  time  displacement  of  ±1/2  sample  periods  were  possible  in  the 
digitizing  of  each  transient  waveform;  however,  sampling  rates  were 
sufficiently  high  so  that  this  type  of  error  was  considered  negligible. 
After  each  of  the  4 transient  averages  generated,  it  was  transferred 
back  to  DEC  tape  storage. 

The  next  step  was  to  recall  each  of  the  averaged  transient  waveforms 
into  core  memory  and  generate  the  discrete  Fourier  transform  (DFT)  by 
use  of  one  of  the  fast  Fourier  transform  (FFT)  algorithms.  The  energy 
amplitude  spectrum  then  was  generated  by  appropriate  combination  of  the 
real  and  imaginary  parts  of  the  transforms.  This  spectrum  was  converted 
to  a decibel  scale  and  transferred  back  to  the  DEC  tape  storage.  This 
transfer  was  made  for  each  of  the  four  transient  waveforms.  The  four 
transforms  then  were  recalled  into  core  memory  and  combined  according  to 
Eq.  (13)  to  provide  a calibration  of  the  hydrophone  considered  the 
unknown  with  respect  to  the  hydrophone  being  used  as  a standard.  No 
smoothing  was  applied  either  in  the  spectral  estimates  or  the  final 
calibration  calculations. 

In  digitizing  the  transient  waveforms,  the  last  four  blocks  of  data 
represented  a very  good  measure  of  the  noise  of  the  systems.  The  DFT's 
of  these  noise  blocks  were  taken  to  give  an  estimate  of  the  energy 
spectrum  of  the  noise. 


Results  and  Conclusions 

Figure  10  shows  computer  plots  of  the  first  0.5  s of  the  J13  current 
waveform  where  the  input  was  a one-cycle  pulse  of  a 65-Hz  signal.  A 
typical  sample  of  the  raw  current  waveform  is  shown  as  well  as  one  of 
the  two  averaged  J13  current  waveforms.  Note  that  very  little  noise  is 
associated  with  the  raw  current  waveform.  Figure  11  shows  the  same  sort 
of  computer  plots  for  the  F37  voltage  response  waveforms  during  the  same 
experiment.  Note  the  noise  in  the  raw  waveform  and  the  general  effec- 
tiveness of  the  signal  averaging  in  discriminating  against  that  noise. 
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Fig.  10.  J13  current  waveforms,  one  cycle, 

65-Hz  signal.  Top:  raw  J13  current  wave- 
form; duration,  0.5  s.  Bottom:  averaged 

J13  current  waveform  (100  waveforms  used  in 
average);  duration,  0.5  s. 


Figure  12  shows  the  same  kind  of  computer  plots  for  the  F50  voltage 
response  waveforms  during  the  same  experiment  with  the  one-cycle  65-Hz 
pulse.  Note  the  high  level  of  60  Hz  in  the  raw  waveform;  this  was  typi- 
cal of  data  taken  with  both  the  F50  and  F36  hydrophones.  The  averaged 
waveform  again  shows  the  extreme  effectiveness  of  the  signal  averaging. 
Conclusions  from  Figs.  10-12  are  that  considerably  fewer  signals  could 
have  been  used  in  the  signal  averaging,  thus  reducing  the  total  time  for 
data  acquisition. 

Figure  13  shows  the  relative  energy  spectra  for  the  averaged  J13 
current  waveform,  the  F50  averaged  voltage  response  waveform,  and  the 
F37  averaged  voltage  response  waveform  for  the  experiment  using  the  one- 
cycle  pulse  at  65  Hz.  The  levels  indicated  are  relative,  but  the  F50 
and  F37  spectra  are  on  the  same  relative  scale.  These  spectra  compare 
favorably  with  the  calculated  spectra  as  shown  in  Fig.  5.  The  lack  of 
depth  in  the  expected  null  at  130  Hz  probably  is  due  to  nonlinearity  of 
the  J13  projector.  Certainly,  the  shallowness  of  the  nulls  cannot  be 
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Fig 4 11.  F37  response  waveforms,  one  cycle, 

65-Hz  signal.  Top:  raw  F37  respons.e  wave~ 

form;  duration,  0.5  s.  Bottom:  averaged 

F37  response  waveform  (100  waveforms  used  in 
average! ; duration,  0.5  s. 

attributable  to  noise  alone.  No  spectral  smoothing  has  been  applied  to 
any  of  the  spectra  calculated.  Although  the  variations  of  the  voltage 
response  spectra  for  frequencies  below  10  Hz  are  unusually  large,  the 
hypothesis  that  they  are  due  to  noise  alone  cannot  be  rejected.  Only 
one  of  the  calculated  current  spectra  is  shown,  because  of  their  simi- 
larity. 

Figure  14  shows  calculated  noise  spectra  for  the  J13  current  measure- 
ments and  the  two  voltage  response  measurements  for  the  65-Hz  data. 

These  spectra  were  computed  from  the  last  four  data  blocks  of  the  appro- 
priate average,  where  effects  due  to  the  signal  were  assumed  to  be 
negligible.  Relative  scales  for  these  noise  spectra  are  the  same  as 
those  for  the  energy  spectra  with  which  they  are  associated.  Both  the 
averaged  noise  spectra  for  the  F37  and  the  J13  appear  to  be  close  to 
that  attributable  to  tape  recorder  noise  and/or  quantization  noise.  The 
noise  spectrum  for  the  F50  shows  peaks  at  60  Hz  and  approximately  7 Hz 
that  are  25-30  dB  higher  than  the  noise  of  the  F37.  This  feature  is 
undoubtedly  one  of  the  causes  of  the  low-frequency  fluctuations  in  the 
energy  spectral  density  of  the  F37. 
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Fig.  12.  P50  response  waveforms,  one  cycle,  * 

65-Hz  signal.  Top:  raw  P50  response  wave- 
form? duration,  0.5  s.  Bottom:  averaged 

F50  response  waveform  (100  waveforms  used  in 
average) ; duration,  0.5  s. 
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Figure  15  is  a computer  plot  of  the  calibration  of  the  F37  in  which  ! 

the  F50  is  used  as  the  calibration  standard  for  the  65-Hz  experiment.  i 

The  results  compare  most  favorably  with  the  known  sensitivity  of  the  ! 

F37  (-204.7  dB  re  1 V/yPa) , particularly  since  no  spectral  smoothing  j 

or  smoothing  of  the  final  calibration  was  used.  Even  the  grossest 
smoothing  would  provide  a calibration  accuracy  of  ±0.5  dB  from  120  Hz  \ 

down  to  almost  10  Hz,  which  is  much  better  than  v;aT  expected.  There  is  | 

an  apparent  rise  in  sensitivity  at  the  lower  frequency  of  approximately  ) 

1 dB,  which  is  completely  anomalous.  This  rise  does  not  seem  attribut-  ! 

able  to  the  noise,  because  the  higher  noise  level  of  the  F50  at  the 
lower  frequencies  should  have  caused  a droop  in  sensitivity  at  the  lower 
frequencies  rather  then  a rise.  It  has  been  postulated  that  this 
anomalous  behavior  may  in  some  way  be  due  to  the  different  capacitances 
of  the  F37  and  F50  and  some  unknown  loading  effects  on  the  transducer 
outputs.  These  effects  would  cause  a rise  in  the  measured  sensitivity 
at  the  lower  frequencies  for  the  F37.  This  explanation  is  not  really  , 

considered  a satisfactory  one,  however.  The  flat  part  of  the  sensitivity  i 

curve  between  50  and  120  Hz  is  0.3-0. 4 dB  lower  than  the  -204.7  dB  value 
that  had  been  measured  for  the  F37;  however,  this  result  could  very 
easily  be  due  to  errors  in  the  original  calibrations  of  the  F37  and/or 
the  F50  transducers. 
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Fig.  15.  F37  receiving  response  obtained  by 

broadband  methods  with  the  F50  as  the  standard 
(one  cycle  of  65-Hz  signal) . 

Figure  16  shows  thf  effects  of  truncation  of  the  original  transient 
waveforms  on  the  calibration  results.  In  all  cases,  the  transient  wave- 
form averages  were  zeroed  before  truncation  rather  than  after.  There 
seems  to  be  little  effect  due  to  truncation  of  the  waveforms,  except  for 
changes  in  the  fluctuations  at  frequencies  below  approximately  25  Hz. 

T\jo  inferences  that  may  be  drawn  from  the  similarity  between  the  curves 
are  (1)  acquisition  of  0.25  s of  data  would  have  been  adequate  for  this 
experiment  and  (2)  apparently  there  are  no  real  noise  problems,  except 
possibly  for  frequencies  below  25  Hz. 

Figures  17  and  18  show  a summary  of  the  results  of  calibration 
experiments  using  a one-cycle  30-Hz  pulse  to  drive  the  J13  projector. 
Computer  plots  of  the  estimated  current  spectrum  and  the  voltage  response 
spectra  are  shown  in  Fig.  17.  In  this  case  the  F36  transducer  was  used 
as  the  calibration  standard  and  the  F37  was  used  as  the  transducer  to  be 
calibrated.  The  calculated  spectra  agree  with  what  was  generally 
expected,  except  for  a small  irregularity  in  the  spectra  of  both  the  F36 
and  F37  at  approximately  6 Hz.  The  fact  that  the  irregularity  occurred 
in  both  spectra  strongly  indicates  that  it  is  real  and  probably  due  to 
an  anomalous  behavior  of  the  J13  projector  or  to  a possible  resonance  in 
the  rigging. 

Figure  18  shows  the  calculated  calibration  curve.  The  results  are 
considered  fantastically  good,  particularly  in  view  of  the  fact  that  no 
smoothing  has  been  used.  Not  only  are  the  results  good  from  10  Hz  to 
just  below  the  60-Hz  null  frequency  of  the  spectra,  but  they  are  also 
considered  to  be  excellent  between  the  spectrum  nulls  at  60  and  90  Hz. 
There  is  also  evidence  that  the  calibration  is  good  even  beyond  the 
90-Hz  frequency  that  represents  the  third  harmonic  null  in  the  spectrum. 


Figures  19  and  20  show  a summary  of  the  results  of  calibration 
experiments  using  a one-cycle  50-Hz  pulse  to  drive  the  J13  projector. 
Again  the  hydrophones  used  were  the  F36  and  F37.  The  same  irregularity 
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Fig.  16.  Effects  of  truncation  on  calibration 
results.  Curves  are  F37  response  obtained  by 
using  the  F50  as  a standard  with  one  cycle  of 
65  Hz  as  the  calibration  signal.  Top:  calibra 

tion  based  on  full  1 s of  data.  Middle:  aver- 

age waveforms  truncated  after  0.5  s.  Bottom: 
average  waveforms  truncated  after  0.25  s. 
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Fig.  17.  Energy  spectra  obtained  in  calibration  experiments  with 
one  cycle  of  30-Hz  signal.  Left:  relative  spectrum,  J13  current. 

Middle:  relative  spectrum,  F36  response.  Right:  relative  spec- 

trum, F37  response. 

at  approximately  6 Hz  that  occurred  in  both  the  F36  and  F37  spectra  in 
the  30-Hz  experiment  occurred  in  the  spectrum  of  the  F36  in  the  50-Hz 
experiment;  however,  it  did  not  occur  (at  least  not  to  the  same  extent) 
in  the  F37  spectrum.  A possible  inference  from  this  is  that  operating 
the  J13  at  the  level  b®ing  used,  at  which  it  is  known  to  be  nonlinear, 
is  exciting  some  unknown  resonance  in  a more  or  less  unstable  manner. 
Figure  20  shows  the  computer  plot  of  the  calculated  F37  calibration, 
with  the  F36  regarded  as  the  standard.  Again,  the  results  are  exceedingly 
good. 

Figures  21  and  22  show  the  summary  of  results  where  a one-cycle 
pulse  of  1 kHz  was  used  as  the  calibration  signal.  The  F36  and  F37 
transducers  were  used  in  this  experiment.  Figure  21  shows  the  energy 
spectra  of  the  J]3  current  response  and  the  two  voltage  responses.  As 
was  expected,  this  experiment  demonstrated  more  than  any  other  the  need 
for  spectral  smoothing.  The  need  was  brought  about  by  the  relatively 


Fig.  18.  F37  receiving 

response  obtained  by 
broadband  methods  with 
the  F36  as  the  standard 
(one  cycle  of  30-Hz 
signal) . 
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Fig.  19.  Energy  spectra  obtained  in  calibration  experiments  with 
one  cycle  of  50-Hz  signal.  Left:  relative  spectrum,  J13  current. 

Middle:  relative  spectrum,  F36  response.  Right:  relative  spec- 

trum, F37  response. 


short  duty  cycle  of  the  1-ms  transient  plus  the  reduced  response  of  the 
J13  to  higher  frequency  voltage  inputs.  Figure  22  shows  the  calculated 
calibration  response  of  the  F37  with  reference  to  the  F36  as  a standard. 
As  was  expected,  there  was  more  noise  than  usual  in  the  calibration 
curve.  Nevertheless,  the  results  were  considered  good. 

In  addition  to  this  series  of  experiments  using  a single-cycle  sinu- 
soid as  a calibration  signal,  experiments  using  step  function  inputs 
were  also  performed.  Because  of  chatter  in  the  manual  switch  that  was 
used  to  generate  the  step  function,  however,  these  data  were  discarded. 

Another  procedure  not  fully  exploited  but  of  some  consequence  was 
discrimination  against  periodic  noise  waveforms  by  an  appropriate  shift- 
ing in  time  of  a signal-free  portion  of  the  time  series  and  subtracting 
it  from  the  signal.  This  procedure  is  particularly  applicable  to  dis- 
crimination against  60-Kz  noise  and  its  harmonics  brought  about  by  an 
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Fig.  20.  F37  receiving  response 

obtained  by  broadband  methods  with 
the  F36  as  the  standard  (one  cycle 
of  50-Hz  signal) . 
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Fig,  22.  F37  receiving  response 

obtained  by  broadband  methods  with 
the  F36  as  the  standard  (one  cycle 
of  1-kHz  signal) . 


Fig.  23.  Removal  of  periodic  noise  from  transient 
signal  waveform.  Top:  raw  waveform  that  includes 

periodic  noise.  Bottom;  same  waveform  as  top 
curve  but  with  periodic  noise  removed  by  shifting 
signal-free  portion  back  an  integral  number  of 
periods  and  subtracting. 
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inadequate  grounding  system.  An  example  is  shown  in  Fig.  23.  Results 
in  preliminary  experiments  using  this  technique  have  been  very  good. 

The  technique  i<j  of  some  importance  because  many  transducers  requiring 
calibration  may  have  been  designed  so  that  adequate  grounding  is  not 
possible.  Effort  in  this  area  has  been  limited  and  should  be  expanded 
in  future  work. 

The  general  conclusions  from  the  entire  series  of  rather  simplfied 
experiments  was  that  feasibility  of  the.  general  method  was  definitely 
established.  As  a matter  of  fact,  it  was  felt  that  the  accuracy  of  the 
results  within  the  useable  frequency  ranges  was  better  than  usually  is 
achieved  with  the  present  conventional  operational  systems. 


Future  Work 

The  primary  objective  of  future  woj:  * in  this  on-going  effort  will  be 
to  define  the  exploratory  development  of  an  operational  underwater 
acoustic  calibration  system  based  on  broadband  calibration  signals.  The 
past  effort  has  established  the  general  feasibility  of  broadband  methods, 
but  the  design  of  the  experiments  was  compromised  to  carry  out  the  early 
experiments  most  expeditously.  The  compromise  involved  a long  and 
circuitous  effort  both  in  data  acquisition  and  data  reduction  that  would 
not  be  typical  of  an  actual  operational  system.  Future  experiments  will 
incorporate  direct  analog-to-digital  conversion  in  the  data  acquisition 
anu  real-time  signal  averaging.  In  addition,  several  other  areas  of 
investigation  have  not  as  yet  received  adequate  attention. 


One  such  area  of  investigation  that  was  originally  planned  but  not 
carried  out  is  a combined  effort  involving  complementing  theoretical 
analyses  and  computer  simulation  of  broadband  calibration  experiments. 
This  effort  is  a part  of  the  futvjre  plans.  The  principal  purposes  of 
this  investigation  will  be; 


II.  To  understand  mors  fully  the  effects  of  noise  and  how  to  treat 
it.  The  study  will  include  quantization  noise  and  noise  due  to  finite 
sample  sizes.  It  will  also  include  a more  complete  stud\  of  the  dis- 
I crimination  against  periodic  noise  introduced  by  inadequate  grounding 

I such  as  has  been  briefly  described. 

' 2.  To  understand  more  fully  truncation  in  the  time  domain  of  both 

signals  and  noise,  and  the  general  effectiveness  of  such  truncation  in 
the  discrimination  against  multipath  interference.  The  effort  should 
apply  also  to  truncation  of  cross-correlation  and/or  autocorrelation 
' functions  when  broadband  continuous  waveforms  are  used. 


3.  To  understand  more  fully  the  problems  associated  with  spectral 
smoothing  and/or  smoothing  of  the  final  calibration  curves.  Thii 
smoothii  g is  aimed  primarily  at  obtaining  be.st  estimates  in  the  presence 
of  noise  and  includes  conventional  spectral  smoothing  such  as  Hann, 

Hamming,  or  Parzen  windows,  but  is  not  limited  to  these  types  of  smoothing. 


Only  one  type  of  calibration  waveform  has  been  used  in  the  initial 
experiments  and  that  is  the  one-cycle  pulse  of  a sinusoid.  Even  in 
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these  experiments,  the  original  digitized  data  were  not  saved  so  repeat- 
ability and  statistical  significance  of  variations  could  not  be  checked 
by  data  partitioning.  Data  partitioning  in  this  context  means  the 
partitioning  of  a single  experiment  consisting  of  100  sets  of  each 
transient  waveform  into  four  different  experiments  consisting  of  25  sets 
of  the  current  and  voltage  response  transients.  This  sort  of  testing 
should  be  performed  in  future  work.  Just  as  important,  however,  is  to 
obtain  data  using  a step  function  input  as  the  calibration  signal. 

Still  more  important  is  to  obtain  and  reduce  data  in  which  broadband 
continuous  calibration  signals  are  used. 

The  principal  advantage  of  the  broadband  continuous  waveform  is  that 
it  will  provide  a smaller  peak-to-average  ratio  than  occurs  with  tran- 
sients, which  would  greatly  improve  the  utilization  of  the  over-all 
dynamic  range  of  the  system  and  thus  provide  improved  signal-to-noise 
ratios  and  higher  information  rates.  Probably  the  easiest  way  to  pro- 
duce a broadband  continuous  waveform  with  the  necessary  deterministic 
properties  is  the  use  of  pseudorandom  noise  (PN)  waveforms.  Some  of  the 
properties  of  PN  sequences  are  derived  and  presented  in  Appendix  C.  The 
PN  sequences  are  periodic  and  therefore  readily  lend  themselves  to 
signal-averaging  techniques.  One  way  in  which  the  PN  sequence  may  be 
thought  of  is  as  the  combination  of  harmonic  sinusoids  with  a fundamental 
frequency  equal  to  the  inverse  of  the  period  of  the  sequence,  where  the 
amplitudes  of  the  harmonics  are  approximately  the  same  over  the  fre- 
quency band  to  be  used  and  the  phases  are  such  as  to  avoid  the  large 
peaks  normally  associated  with  a transient.  In  this  context,  the  cali- 
bration may  be  viewed  as  a steady-state  calibration  in  which  the  system 
is  allowed  to  stabilize  simultaneously  for  the  entire' harmonic  set  in 
contrast  to  stabilizing  for  one  frequency  at  a time  as  in  a conventional 
sweep-frequency  calibration. 

Another  way  of  viewing  the  PN  sequence  is  as  a sequence  of  positive 
and  negative  step  functions  spaced  in  a pseudorandom  fashion.  A step 
function  is  considered  as  a most  attractive  transient-type  signal  in 
terms  of  realization  and  information  rate  criteria;  thus,  it  follows 
that  a PN  sequence  should  be  extremely  good  from  an  information  rate 
standpoint. 

One  other  point  worth  mentioning  in  regard  to  a PN  sequence  is  its 
availability  in  a two-state  condition.  This  fact  may  make  power  ampli- 
fication simpler  in  that  tne  projector  may  be  driven  directly  from  a d-c 
source,  such  as  a battery,  by  an  appropriate  switching  arrangement,  with 
the  switching  between  two  allowable  voltage  (or  current)  states  con- 
trolled by  the  PN  sequence. 

The  initial  experiments  envisioned  for  PN  sequences  are  much  the 
same  as  those  that  have  been  used  for  the  one-cycle  sinusoid  transients. 
The  difference  is  that  an  attempt  will  be  made  to  provide  direct  analog- 
to-digital  conversion  and  real-time  signal  averaging. 

Another  consideration  that  should  be  given  to  planned  experiments 
with  PN  sequences  is  the  use  of  correlation  techniques  in  the  calculation 
of  calibration  results,  particularly  for  cross-correJ ation  techniques 
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where  the  PN  input  waveform  (rather  than  the  current)  is  cross-correlated 
with  the  output  voltage  response.  This  technique  is  especially  attractive 
because  the  two-state  voltage  levels  of  the  PN  sequence  will  allow  the 
correlation  process  to  be  reduced  to  a simple  averaging  process  with 
appropriate  sign  changes. 

Other  investigatory  areas  that  need  to  be  covered  prior  to  the  defi- 
nition of  the  exploratory  development  effort  of  the  operational  system 
are: 


1.  Analytical  and  experimental  invesrlg^-^ ‘.on  of  broadband  calibra- 
tion of  transducers  when  resonances  are  involved. 

2.  Experim.ental  investigations  using  broadband  techniques  in  reci- 
procity calibrations. 

3.  Analytical  and  experimental  investigations  using  broadband  tech- 
niques to  measure  the  complex  response  of  transducers. 

4.  Cost-effectiveness  trade-off  studies  of  broadband  calibration 
techniques  versus  conventional  techniques. 

The  fourth  item  is  of  extreme  importance  as  related  to  decisions  to 
pursue  the  exploratory  development.  It  should  include  a comparison  of 
the  time  required  for  calibration  by  the  two  methods  as  well  as  a com- 
parison of  the  accuracies.  Perhaps  the  single  criterion  that  would  be 
of  most  use  in  the  comparisons  is  the  information  rate  associated  with 
each  of  the  two  methods.  The  cost-effectiveness  study  also  should 
assess  the  value  of  the  measurement  of  comp?.ex  responses,  which  is  more 
easily  associated  with  broadband  techniques  than  with  conventional 
techniques.  It  should  include,  further,  the  potential  value  of  a system 
using  broadband  techniques  to  future  research  in  such  areas  as  the 
development  of  transducer  equivalent  circuits  and  the  possible  improve- 
ment in  the  characterization  of  nonlinear  effects  in  transducers.  Above 
all,  it  should  weigh  the  cost  and  effort  of  developing  a new  type  of 
system  against  the  perceived  value  of  the  system.  Preliminary  judgements 
in  favor  of  developing  such  a new  system  have  already  been  made;  however, 
these  jvidgements  should  be  verified  and  documented  by  the  planned  study 
prior  to  the  final  decision  to  proceed  with  exploratory  development. 

It  is  evident  that  work  still  to  be  performed  before  initiating  an 
exploratory  development  phase  is  a major  effort.  In  addition,  there  are 
important  research  efforts  that  should  be  continued  even  after  the 
exploratory  phase  is  started.  The  most  important  of  these  efforts  are: 

1.  Study  the  use  of  adaptive  techniques  with  broadband  methods  to 
increase  dii^crimination  against  multipath  interference  associated  with 
limited  calibration  enclosures  and  thus  to  increase  low-frequency  cali- 
bration capabilities  in  open-water  facilities. 

2.  Study  the  potential  of  broadband  methods  for  providing  more 
accurate  and  sophisticated  equivalent  circuits  for  existing  transducers. 

Both  of  these  efforts  may  very  well  involve  the  use  of  Laplace  transform 
methods  instead  of  the  Fourier  methods. 
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Appendix  A 
DERIVATION  OF 

A COMPLEX  SPHERICAL  RECIPROCITY  PARAMETER 


Normally,  an  acoustical  reciprocity  calibration  involving  spherical 
waves  produces  transmitting  and  receiving  responses  in  terms  of  only  the 
amplitudes  of  the  quantities  involved.  If  a response  obtained  in  complex 
form  by  reciprocity  methods  is  desired,  the  spherical  reciprocity  param- 
eter must  be  expressed  in  complex  form.  Beranek  gives  such  an  expres- 
sion [15];  however,  a different  derivation  is  given  in  this  Appendix 
because  the  Fourier  transform  techniques  used  in  it  are  in  consonance 
with  the  theme  of  this  report. 

The  original  contact  with  the  principle  of  reciprocity  for  most 
scientists  and  engineers  usually  has  been  its  application  to  an  elec- 
trical network  composed  of  passive  linear  bilateral  elements.  The 
reciprocity  principle  is  developed  from  the  symmetrical  form  of  the 
matrix  that  relates  the  dependent  and  independent  variables.  In  such  an 
n-port  network,  it  can  be  shown  that  the  short-circuit  current  at  the  i-th 
port  produced  by  a voltage  applied  to  the  j-th  port  is  the  same  as  the 
short-circuit  current  produced  at  the  j-th  port  by  the  same  voltage 
applied  to  the  i-th  port. 

In  deriving  the  acoustical  reciprocity  parameter,  it  is  customary  to 
start  with  an  electromechanical  analog  of  a two-port  electrical  network 
where  the  force  applied  is  the  analog  of  the  voltage  and  the  velocity  is 
the  analog  of  the  current.  For  the  purpose  of  this  derivation,  the 
pressure  applied  to  the  acoustic  radiating  surface  of  the  transducer  will 
be  considered  as  the  voltage  analog  and  the  volume  velocity  of  the  radi- 
ating surface  will  be  considered  as  the  current  analog.  The  two-port 
electromechanical  circuit  is  shown  in  Pig.  Al.  Two  simultaneous  differ- 
ential equations  describe  this  circuit.  If  the  Fourier  transfornis  of 
these  equations  are  taken,  the  result  is 

E(f)  = Z^^(f)Kf)  + 


P(f)  = Z2j^(f)I(f)  + (Al) 

Fig.  Al.  Two-port  electromechanical  circuit;  e(t) 
is  the  voltage  at  the  electrical  port,  i(t)  is  the 
current  at  the  electrical  port;  p(t)  is  the  pres- 
sure at  the  mechanical  port,  and  q (t)  is  the  vol\ime 
velocity  of  the  radiating  surface. 


«(t).  i(t) 
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The  reciprocity  principle  depends  upon  the  relation 

where  a single  consistent  set  of  units  is  assumed.  There  is  no  reason 
why  absolute  values  have  to  be  used,  inasmuch  as  the  sign  is  dependent 
only  on  whether  the  transduction  is  electromagnetic  or  electrostatic.  A 
positive  sign  will  be  assumed  for  this  derivation.  If  the  open-circuit 
voltage  [1(f)  = 0]  c't  the  electrical  port  is  determined  for  an  applied 
volume  velocity  at  the  mechanical  port,  and  if  the  pressure  with  a blocked 
radiating  surface  (Q(f)  = 0]  at  the  mechanical  port  is  determined  for  an 
applied  current  at  the  electrical  port,  then,  by  virtue  of  the  equality  of 
Z^2<f)  and 


E(f) 


P(f) 


Q(f) 


open-circuit 


1(f) 


blocked 


(A2) 


The  radiating  surface  of  the  mechanical  port  will  produce  an  acoustic 
signal  in  the  medium.  If  the  medium  is  such  that  it  will  support  only 
irrotational  acoustic  waves,  then  the  acoustic  field  may  be  characterized 
by  a velocity  potential  ((>  that  will  satisfy  the  wave  equation 


= (l/c^)$.  (A3) 

If  complete  spherical  symmetry  is  assumed,  then  the  solution  to  Eq.  (A3) 
for  an  outgoing  spherical  wave  is  given  by 

(f.(r,t)  = (l/r)f(t  - r/c),  (A4) 

where  f(t)  is  an  arbitrary  but  well-behaved  function  and  c is  the  sound 
speed  in  the  medium.  Now  the  pressure  in  the  medium  and  the  particle 
velocity  are  given  by 


' V = V<{),  (A5) 

where  is  the  density  of  the  medium.  Because  spherical  symmetry  exists, 
only  variations  in  r are  allowed,  so  the  particle  velocity  is  given  by 
v(r,t)  = V<p  = d<t>/dr  = 8[l/r)f(t  - r/c)]/9r 

= -d/r^)f(t  - r/c)  - (l/rc)f’(t  - r/c).  (A6) 

Taking  tlie  Fourier  transform  of  Eq.  (A6)  yields 

V(r,f)  = -d/r^)F(f)e"^“^/''  - (jo)/rc)F(f)e“^“^/°,  (A7) 

where  F(f)  is  the  Fourier  transform  of  f(t).  The  volume  velocity  of  the 
particles  at  a range  r^  (assuming  spherical  symmetry)  is  given  by 

Q(rQ,f)  = 4TTr^\(r^,f) 

= -4iiF(f  )e~^*^^®'^°(l  + jcor^/c)  . (A8) 
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Assuming  that  « 1/  so  that  = 1 + jurp/c,  then 

Q(rQ,f)  = Q(f)  = -4TTF(f), 


F(f)  = -(l/4ir)Q(f).  (A9^ 

The  Fourier  transform  of  f(t)  in  the  velocity  potential  then  is  defined 
by  the  Fourier  transform  of  the  volume  velocity  of  the  radiating  surface 
of  the  transducer.  From  Eqs.  (A5) , the  pressure  at  range  r is  given  by 

p(r,t)  = -Pq4i  = -(pQ/r)f'(t  - r/c).  (AlO) 

Taking  the  Fourier  transform  of  Eq.  (AlO)  yields 

P(r,f)  = -(ja)PQ/r)F(f)e"^“^/°^  (All) 

Combining  Eqs.  (A9)  and  (All)  yields 


P(r,f)  = (jo)pQ/47rr)Q(f)e 
= j(fpQ/2r)Q(f)e"^ 


■jur/c 


Substituting  Eq.  (A12)  into  Eq.  (A2)  yields 
E(f)  P(f) 

P(r,f)/j(fpQ/2r)e“^“^/°  1(f)' 


- = -j (2r/fpQ)e 


+jur/c 


P(r,f) 


Because  E(f)/P(f)  is  the  complex  receiving  response  (complex  free-field 
voltage  sensitivity)  and  P(r,f)/I(f)  is  the  complex  transmitting  current 
response,  Eq.  (A13)  becomes 


M^(f)  = J(f,r)S(f)  , 


where 


J(f,r)  = -j(2r/fpQ)e^“^/°  (A14) 

is  the  complex  spherical  reciprocity  parameter. 

Under  the  assumption  made,  this  complex  spherical  reciprocity  param- 
eter should  be  useable  in  a conventional  reciprocity  calibration  pro- 
cedure to  determine  the  complex  transmitting  and  receiving  responses. 

For  example.  Bobber's  [13]  Eq.  (2.16)  would  become 


«B<«  ' 


-] e-*  1 

Ep^(f)I^(f)  fpQ 


(A15) 


where  is  both  the  standard  reference  distance  and  the  separation  used 

for  the  calibration,  and  where  E^(f)  is  the  Fourier  transform  (FT)  of 

the  hydrophone  voltage  output  with  the  reciprocal  transducer  projecting, 
Ep^(f)  is  the  FT  of  the  reciprocal  transducer  voltage  output  with  the 

projector  transmitting,  E_„(f)  is  the  FT  of  the  hydrophone  voltage  output 

with  the  projector  transmitting,  and  I^(f)  is  the  FT  of  the  driving 

current  for  the  reciprocal  transducer. 


Appendix  B 
DERIVATION  OF 

A MODIFIED  RICIAN  PROBABILITY  DISTRIBUTION 


A useful  probability  density  function  for  acoustic  calibration  (using 
c-w  sinusoidal  waves)  and  for  error  analysis  in  the  frequency  domain  is 
the  distribution  of  the  envelope  of  a sinusoidal  signal  contaminated  by 
a zero-mean  Gaussian  noise.  Hiis  function,  often  referred  to  as  a 
Rician  distribution,  has  the  form 

p(u)  = (u/o^){exp[-(u^  + A^)/2o^]>Ijj(uA/o^),  (Bl) 

where  u is  the  peak-to-zero  amplitude  of  the  envelope,  A is  the  peak-to- 

2 

zero  amplxtude  of  the  sinusoidal  wave,  a is  the  variance  of  the  contamx- 

2 

natxng  noxse,  and  Iq(uA/o  ) is  the  modifxed  Bessel  functxon  of  zero  order 
2 

wxth  argument  (uA/o  ) . This  expression  is  really  a conditxonal  proba- 
. . 2 

bxlxty  of  u,  given  A and  o . Although  this  probabxlity  is  very  useful, 
particularly  in  error  analysis,  it  often  is  more  desirable  to  have  the 
conditional  probability  of  A,  given  a measured  value  of  the  envelope  and 
the  noise  statistic.  This  conditional  probability  could  be  useful  in 
parameter  estimation  and  the  setting  of  confidence  limits  in  the  type  of 
problem  for  which  the  objective  is  to  estimate  the  level  of  a sinusoidal 
wave  contaminated  by  noise.  This  probability  density  function  may  exist 
in  the  literature,  bvit  it  has  not  been  readily  located;  therefore,  a 
derivation  follows.  The  function  will  be  referred  to  as  a modified 
Rician  distribution  because  of  its  close  similarity  to  tlie  Riciar.  dis- 
tribution. 

Consider  Figs.  Bl(a)  and  Bl(b),  which  depict  the  geometries  associated 
with  the  desired  conditional  probability.  In  both  cases,  x is  a sainple 
taken  from  a Rayleigh  distribution  so  that 

p(x)  = (x/o^)exp(-xV2o^K  (B2) 

A Rayleigh  distribution  describes  the  envelope  of  a zero-mean  Gaussian 
noise.  Figure  Bl(a)  represents  the  condition  u > x;  Fig.  Bl(b),  the  con- 
dition u < X.  First,  consider  the  condition  depicted  in  Fig.  Bl(a).  The 
conditional  probeibilities  relating  A and  (p  are 

p(A|u,x)ldAl  = p((|)|u,x)  ld<f)l , 


or 
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Fig.  Bl(a).  Geometry  associated  with 
conditional  probability  of  A,  given  u 
and  X,  with  u i x;  u is  fixed;  x is  a 
sample  from  a Rayleigh  distribution. 
P{(Ji|u,x;u>x)  = 1/tt  for  tt  > 0 > 0. 


Fig.  Bl(b).  Geometry  associated  with 
conditional  probcOoility  of  A,  given  x 
and  u,  with  u < x;  u is  fixed,  x Is  a 
sample  from  a Rayleigh  distribution. 
P(i|»|u/X;u<x)  = 1/arcsin  (u/x)  for 
1/arcsin  (u/x)  > <l)  > 0. 


(B3) 


Now,  for  u > X,  isee  Fig.  Bl{a)J, 


p(<|)|u,x)  = 1/rr 
for  TT  > (ji  > 0.  Also, 

2 2 2 

u = X + A - 2Ax  cos  4>. 


(B4) 

(B5) 


Taking  the  partial  derivative  with  respect  to  (j>  of  both  sides  of 
Eq.  (B5) , with  u and  x constant,  yields 

0 = 2A(9A/8(fi)  - 2x  cos  (j>  (9A/9i}i)  + 2Ax  sin 


or 


9a  2Ax  sin  (j) 

9(fi  2x  cos  ij)  - 2A 

From  well-known  trigonometric  relations  and  from  Eq.  (B5) , 
2Ax  sin  (ji  = [(2Ax)^  - (2Ax)  ^cos^(|)]^ 

= [(2Ax)^  - (A^  + x^  - 


= {[(A  + u)^  - x^]  {x^  - (A  - u)^]}**. 


(B6) 


(B7) 
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Also  from  Eq.  (B5) , 


2x  cos  i})  - 2A  = (A  + - U^)/A  - 2A 

,2  2 ,2, 

= (x  - u - A )/A. 

Combining  Eqs.  (B6) , (B7) , and  (B8)  yields 


3A 

3(fi 


A{[(A  + u)^  - x^][x^  - (A  - u)^]}** 

Tl  2 Tlj 

X - u - A 


(B8) 


(B9) 


Combining  Eqs.  (B3) , (B4)  , and  (B9)  yields 


P(a|u,x;  u > x)  = - 


1 2 2 ^2| 
X - u - A 


TT  A{  t (A  + u)  ^ - X^]  [X^  - (A  ~ u) 


(BIO) 


In  the  case  of  Fig.  Bl(b) , where  u < x,  A is  a double-valued  function 
of  u and  x;  however,  for  any  values  of  u and  x,  the  probabilities  of  the 
two  allowable  values  of  A are  the  same,  so  that 


p(Aj^|u,x)  IdA^l  = >5p(({i|u,x)  |d(|)|, 
p(A2|u,x)  |dA2|  = »sp(^lu,x)  |d4>l. 


(BID 


Because  A^  and  A2  do  not  occur  at  the  same  time  and,  for  a given  value  of 
u,  Aj^  and  A2  are  contiguous  sets,  it  follows  that  for  the  condition  where 
u < X,  Eq.  (BID  can  be  rewritten  simply  as 

P(a1u,x)  |dAl  = >jp((})lu,x)  Idtl . (B12) 

The  probability  density  of  d),  given  u ;and  x,  where  u < x,  is 

p((i!lu,x;u<x)  - [arcsin  (u/x)  ] (B13) 

Because  the  derivation  of  |8A/3<{)1  is  independent  of  conditions  on  u and  x, 
Eqs.  (B9) , (B12) , and  (B13)  may  be  combined  to  give 

1 


2 2 -2| 
X - u - A 


P(a]u,x;u<x)  = 


2 arcsin (u/x)  A{[(A  + u)^  - x^] [x^  - (A  - u)^]}^ 


(B14) 


Equations  (BIO)  and  (B14)  may  be  combined  to  give 
P(a|u,x)  - Q(u,x) 


I 2 2 ,2| 

X - u - A 


A{  [ (A  + u)  ^ - x^]  [x^  - (A  - u) 


(B15) 


where 


Q(u,x)  = l/[2  arcsin (u/x)]  for  u < x, 
= l/ir  for  u > X. 


45 


Now  the  joint  probability  density  of  A and  x,  given  u,  is 

p(A,x|u)  = p(a|u,x)p(x) . (B16) 


Also, 


U+A 

P(a|u)  = p(A,x|u)dx, 

|u-a| 


(B17) 


where  the  upper  and  lower  limits  of  the  integral  represent  obvious  upper 
and  lower  allowable  limits  of  x for  a given  u and  A.  Combining  Eqs.  (B2) , 
(B15) , (B16) , and  (B17)  yields 


Q(u,x) 


I 2 2 2| 

X - u - A 


A{  [ (A  + u)  ^ - x^]  [x^  - (A  - u) 


X — exp(-xV2a^)  dx 
a 


(B18) 


where 


Q(u,x)  = l/[2  arcsin(u/x)]  for  u < x 
= l/ir  for  u > X. 

2 2 2 

To  simplify  Eq.  (B18) , let  x = y + (A  - u)  . Then  y dy  = x dx  and 

ly^  ■ 2Au|y  expf-[y^  + (A  - u)^]/2a^} 

P(a|u)  = Q(u,y,A) 5-5- dy, 

^ Ay(4Au  - 

where 


(B19) 


Q(u,y,A)  = 2{arcsin  u/[y^  (a  - u)^]}”^  for  u < (y^  + A^)/2A 
= 1/tt  for  u > (y^  + A^)/2a, 

If  we  set  y = 2>^u  sin  0,  then  dy  = 2/au  cos  0 d0,  and  Eq.  (B19)  becomes 
^7T  r 

^ 2Au|cos  20 1 4Au  sin^0  + (A  - u)^ 

P(a|u)  = " 


Q(u,0,A) 


a/4Au  0^  cos  0 


I exp  - 


X (2Au  cos  0)d0 


>s7r 

= 2(u/a^)  exp[-(A  - | Q(u,0,A) |cos  20| 


X exp  — 5—  sin  0 d0. 
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where 

Q(u,6,A)  = {2  cu:csi.'i[u/(u^  + - 2Au  cos  26)**]}*''  for  cos  20  < A/2u 

= l/iT  for  cos  20  > A/2u. 

Equation  (B20)  is  the  desired  conditional  probability  density  function 
that  should  be  of  most  use  in  parameter  estimation  and  in  the  determina- 
tion of  confidence  limits  associated  with  the  estimate.  It  is  referred 
to  in  this  report  as  a modified  Rician  distribution  because  of  its  simi- 
larity with  the  Rician  distribution  expressed  in  the  form  of  Eq.  (32)  of 
the  main  text.  Plots  of  the  distribution  are  shovjn  in  Fig.  B2  for  a = 1 
and  u = 1,3,5.  Note  the  similaurity  between  the  modified  Rician  and  the 
Rician  (Fig.  2 of  main  text)  for  u = 5 and  for  A = 5.  Both  cf  these  dis- 
tributions approach  the  Gaussian  distribution  for  large  values  of  u and  A. 


I*t  / \ 


Fig.  B2.  Modified  Rician 
probability  densities  for 
a 1 and  u = 1,3,5. 


Fig.  B3.  Cumulative  form 
of  modified  Rician  distri- 
bution for  0 « 1 and  u = 
1,3,5. 


In  determining  the  confidence  limits  associated  with  an  estimate  of  A, 
given  u,  the  ciunulative  form  of  the  modified  Rician  distribution  is 
desired.  This  is  given  by 

X 

p(A<x(u)  = I p(A|u)da,  (B21) 

0 

where  p(Alu)  is  given  by  Eq.  (B20) . Plots  of  rhe  cumulative  distribution 
are  shown  in  Fig.  B3  for  a = 1 and  u = 1,3,5.  An  illustration  of  the  use 
of  this  curve  is  as  follows;  Given  u - 3a,  A has  a probability  of  0.21 
of  being  less  than  2a  and  a probability  of  0.13  of  being  greater  than  4a. 

Another  problem  of  some  interest  in  regard  to  this  report  is  the  dis- 
tribution of  the  quotient  of  two  modified  Rician  variables.  This  quotient 
arises  when  the  measured  values  of  u^  and  u^  are  given  along  with  the 

2 2 

noise  statistics  and  ^2  and  it  is  desired  to  associate  coiifidence 
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Appendix  C 

SOME  PROPERTIES  OF  PSEUDORANDOM  NOISE  WAVEFORMS 


One  choice  for  a complex  deterministic  broadband  waveform  to  be  used 
for  imderwater  acoustic  calibration  purposes  is  the  pseudorandom  noise 
(PN)  waveform.  The  advantage  of  this  type  of  .waveform  over  a transient 
waveform  is  that  it  is  continuous  and  therefore  allows  for  higher  signal- 
to~noise  ratios  with  smaller  peak  levels  of  the  signal.  There  are 
several  types  of  configurations  for  the  generation  of  PN  sequences,  but 
the  one  shown  in  Fig.  Cl  will  be  discussed  here.  The  PN  generator  of  the 
figure  consists  of  a n-element  shift  register  where  the  "state"  of  each 
element  of  the  register  is  shifted  to  the  succeeding  element  with  the 
application  of  a shift  pulse.  The  new  state  of  the  first  element  is 
determined  by  a comparison  of  the  m-th  and  n-th  elements  prior  to  the 
shift  pulse.  If  the  states  of  the  two  elements  are  the  same,  the  new 
state  of  the  first  element  will  be  "one."  If  the  two  states  are  differ- 
ent, the  new  state  of  the  first  element  will  be  "zero."  The  m-th  element 
is  chosen  so  that  the  shift  register  will  occupy  all  states  (except  the 
state  consisting  of  all  "ones")  during  the  consecutive  applications  of 
shift  pulses.  Sequences  that  occupy  all  such  states  often  are  called 
m-ary  sequences.  The  logic  described  above  for  the  determination  of  the 
new  state  for  the  first  element  of  the  register  on  .receipt  of  a shift 
pulse  may  be  expressed  as 


a:  = A *A  V A *A 
1 m n m n 

= A OA  , 
m n 


(Cl) 


tlis  p2rijT.wd  j .=>^1 P-  is  ths  nsv7  tihs  unp^rijnsd  zs 

the  old  state  and  the  symbols  have  the  following  meanings: 


"and"  function 
"or"  function 


"not"  function 

arbitrary  short  fom  for  the  logic  of  the  equation. 


Shift  pulst 


C~‘  1 n«e1e(nent  shift  r«gi$t«r 

n>th 

element 

n-th 

element 

logic 

Fig.  Cl.  Pseudorandom  noise  generator 
configviration. 
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Actually,  the  logic  is  the  "not"  of  the  "exclusive*-or"  function.  It  is 
also  equivalent  to  the  expression 


A'  = (1  + A + 
1 m 


modulo  2* 


(C2) 


where  addition  modulo  2 is  zero  for  an  even  sum  and  one  for  an  odd  sum. 
Perhaps  a clearer  way  to  express  the  logic  and  one  that  is  more  signifi- 
Ccint  to  the  development  that  follows  is  to  allow  the  "one"  state  of  an 
element  to  be  represented  by  a voltage  of  +1  V and  the  zero  state  to  be 
represented  by  -1  V.  The  logic  then  becomes  simply 


Al  = A X A . (C3) 

1 m n 

Actually,  a complete  m-ary  sequence  often  may  be  derived  through 
logic  involving  A^  and  only  one  other  element;  however,  m-ary  sequences 

also  may  be  derived  by  using  more  variables.  Equation  (C4)  is  an 
example  of  such  use: 


A1  = A,  X A.  X A,  X A . (C4) 

1 1 D k n 

Necessary  (but  not  sufficient)  conditions  on  Eq.  (C4)  for  a m-ary  sequence 
are  that  an  even  number  of  variables  be  involved  and  A be  one  of  the 
variables.  ” 

Another  point  of  general  interest  about  m-ary  sequences  is  that 
where  a complete  sequence  is  obtained  with  a given  combination  of  vari- 
ables, a complete  sequence  also  is  available  with  a set  of  complementary 
variables.  For  example,  if  Eq.  (C4)  describes  a logic  that  produces  a 
complete  sequence,  then 


Ai  = 


n-i 


X A 


n-D 


A X A 
m-k  n 


(C5) 


also  will  produce  a complete  sequence.  This  property  is  related  to  the 
unqualified  capability  of  running  a sequence  either  forward  or  backward. 


Table  Cl  shows  connections  for  PN  generators  with  complete  sequences. 
The  number  of  states  occupied  by  the  shift  register  during  a complete 

sequence  is  (2^  - 1) . As  an  illustrative  example.  Table  C2  shows  the 
sequential  states  occupied  by  a 5-element  PN  generator  with  m = 3. 

The  PN  sequence  usually  observed  is  the  change  in  state  of  the  n-th 
element  of  the  shift  register.  Using  the  +1  V and  -1  V representation, 
the  waveform  representing  the  sequence  from  a 5-eleraent  PN  generator 
(m  = 3)  is  shown  in  Fig.  C2.  This  waveform  is  periodic  with  a period 

5 

corresponding  to  the  time  required  for  31  (2  - 1)  shift  pulses,  assuming 

that  the  shift  pulses  are  uniformly  spaced.  It  is  of  interest  to  note 
that  for  the  5-element  generator  with  m = 2,  the  output  waveform  would 
be  identical  except  for  an  inversion  in  time. 
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Table  Cl.  Connections  for  complete  PN 
sequences. 


Number  of 
elements 

Taps  for 

complete  sequence 

Length  of 
sequence 

4 

1,3 

15 

5 

2,3 

31 

6 

1,5 

63 

7 

1,3,4,6 

127 

8* 

(1:6:7),  (l:2-.7) 

255 

9 

4,5 

511 

10 

3,7 

1023 

11 

2,9 

2047 

12* 

(4:10:11), (1:2:8) 

4095 

13* 

(8:11:12), (1:2:5) 

8191 

14* 

(2:12:13), (1:2:12) 

16383 

15 

1,4,7,8,11,14 

32767 

*Two-parameter  logic  for  a complete 
sequence  is  not  available  for  this  number 
of  elements.  One  complementary  set  of 
4-parameter  logic  that  will  produce  the 
complete  sequence  is  given,  which  is  not 
to  imply  that  other  4-parameter  logic  com- 
binations do  not  exist. 


Fig.  C2.  Output  voltage 
waveform  for  five-element 
PN  generator  (m  = 3 ) . 
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Table  C2.  sequential  states  of 
5-element  PN  generator  (m  = 3) . 


0. 

00000 

16. 

11101 

1. 

10000 

17. 

11110 

2. 

11000 

18. 

01111 

3. 

11100 

19. 

10111 

oxllO 

20. 

11011 

5. 

00m 

21. 

01101 

6. 

lOO.U 

22. 

10110 

7. 

ClOOl 

23. 

01011 

8. 

00100 

14. 

00101 

9. 

00010 

25. 

10010 

10. 

10001 

26. 

11001 

:i. 

01000 

27. 

01100 

12. 

10100 

28. 

00110 

13. 

01010 

29. 

00011 

14. 

10101 

30. 

00001 

15. 

11010 

31. 

00000 

If  g(t)  is  defined  as  the  output  waveform  of  the  fifth  element  of 
the  5-element  (m  = 3)  generator,  then  the  output  of  the  fourth  element 
would  be  given  by  g(t  - p) , where  p is  the  time  interval  between  shift 
pulses.  Likewise,  the  output  of  the  first  element  would  be  given  by 
g (t  - 4p) . If  g (t  - 5p)  is  desired,  it  may  be  obtained  by  applying  the 
logic  that  is  used  to  obtain  the  new  state  of  the  first  element  follow- 
ing a shift  pulse.  Since  this  is  the  product  of  the  third  and  fifth 
elements  of  the  register,  this  product  is  g(t  - 5p) . Any  desired  delay 
in  integral  increments  of  p may  be  obtained  by  following  a similar  logic. 
It  should  be  obvious  that  this  logic  always  will  take  the  form  of  prod- 
ucts of  appropriate  shift  register  elements.  Note  in  Table  C3  that  all 
combinations  of  the  five  elements,  taken  one  at  a time,  two  at  a time, 
ttiree  at  a time,  four  at  a time,  and  five  at  a time  are  required  to  pro- 
vide the  31  different  required  delays.  This  same  general  condition 
exists  for  any  length  PN  generator  where  the  sequence  if,  complete.  That 
is, 

I c"  = 2"  - 1,  (C6) 

i=l  ^ 

where  c”  is  the  number  of  combinations  of  n things  taken  i at  a time. 
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Table  C3.  Elements  of  5-element  PN  generator 
(m  = 3)  to  be  multiplied  to  obtain  indicated 
delay. 


Delay 

Appropriate 

elements* 

Delay 

Appropriate 

elements* 

0 

00001 

16p 

11011 

P 

00010 

17p 

10011 

2p 

00100 

18p 

00011 

3P 

01000 

19p 

00110 

4p 

10000 

20p 

01100 

5p 

00101 

21p 

11000 

6p 

01010 

22p 

10101 

7p 

10100 

23p 

01111 

8p 

01101 

24p 

11110 

9P 

11010 

25p 

11001 

lOp 

10001 

26p 

10111 

Up 

00111 

27p 

01011 

12p 

OHIO 

28p 

10110 

13p 

11100 

29p 

01001 

14p 

11101 

3 Op 

10010 

15p 

11111 

31p 

00001 

♦Appropriate  elements  to  be  multiplied  are 
indicated  by  I's  in  elements  to  be  used.  For 
example,  a delay  of  lOp  is  obtained  by  multi- 
plying the  outputs  of  the  first  and  fifth 
elements  (using  +1  V and  -1  V as  the  1 and  0 
states) . 

It  follows  from  Eq.  (C6)  and  the  logic  defined  for  determining  desired 
delays  of  a given  PN  generator  with  a complete  sequence  that  the  product 
of  a sequence  by  a delayed  version  of  the  sequence  (where  the  delay  is 
an  integral  number  of  shift  intervals)  is  the  same  sequence,  but  with  a 
different  delay.  That  is, 

g(t  - jp)g(t  - kp)  = g(t  - &p) . (C7) 

For  example,  from  Table  C3,  if  j = 0 and  k = 15,  then  £.  = 24.  {Note: 

In  the  development  of  the  logic  when  any  element  of  the  register  is  used 
cin  even  number  of  times  in  the  product,  it  has  no  effect  on  the  output.) 
Likewise,  if  j = 1 and  k = 16,  then  Jl  = 25.  This  is  a very  important 
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property  of  the  PN  sequence,  because  it  gives  a method  for  calculating 
the  autocorrelation  function  and  hence  the  power  spectral  density  of  the 
sequence.  The  autocorrelation  ftinction  for  a periodic  PN  signal  then  is 
given  by 

T/2 

(j)(T)  = (1/T)  j g(t)g(t  - T)dt, 

-T/2 


or 


T/2 

(j)(kp)  = (1/T)  I g(t)g(t  - kp) , 

-T/2 

where  T is  the  period  of  the  PN  sequence.  If  k = 0,  then 

T/2 

(|)(0)  = (1/T)  g^(t)dt  = 1. 

-T/2 

If  k / 0,  then  from  Eq.  (C7) , 

T/2 

(ji(kp)  = (1/T)  I g(t  - Ap). 

-T/2 


(C8) 


(C9) 


(CIO) 


Because  the  PN  sequence  spends  2 shift  intervals  in  the  "zero" 

state  (or  -1  V state)  and  (2  ~ - 1)  shift  intervals  in  the  "one"  state 

(or  +1  V state) , then 


<|)(kp)  = -p/(2"  - Dp  = -1/(2"  - 1).  (Cll) 

Because  the  signal  is  periodic  with  a period  of  T,  the  autocorrelation 
function  also  will  ba  paricdic  with  a period  of  T.  Because  the  sequence 
is  a waveform  with  only  two  allowable  states,  the  interpolation  of  ij>(kp) 
for  nonintegral  values  of  k is  a linear  interpolation;  that  is 


(j)(T)  = -1/(2"  - 1)  for  T/2  > |t|  > p 

2"  M 

= 1 for  p > It  I > 0.  (C12) 

2"  - 1 p 

The  autocorrelation  function  of  a PN  sequence  is  shown  plotted  in 
Pig.  C3.  For  purposes  of  calculation,  it  is  desirable  to  rewrite  Eq.  (Cl2) 
in  the  form 

^(T)  = K + 4.q(t), 

where  K = -(2"  - 1)  and 
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0 


for  p > 


> 0 


Fig.  C3.  Typical  auto- 
correlation function  of 
a PN  sequence. 


= 0 for  T/2  > |t|  > p. 


(C13) 


The  K term  in  this  equation  is  due  to  the  d-c  term  in  the  PN  sequence, 
which  is  due  to  the  fact  that  the  sequence  spends  one  int.'^rval  more  in 
the  "zero"  state  them  it  does  in  the  "one"  state.  It  shoild  be  obvious 
that  with  em  appropriate  adjustment  of  the  voltage  levels  associated 
with  the  two  states,  Eq.  (C12)  may  be  rewritten 

<|)(t)  = 1 - |t|/p  for  p > |t|  >0 


= 0 for  T/2  > |t|  > p.  (C14) 

If  the  PN  sequence  is  considered  to  be  very  long  so  that  T goes  to 
infinity  (or  the  harmonic  components  in  the  signal  become  infinitely 
close  together) , then  the  power  spectral  density  of  the  sequence  becomes 

P(f)  = Fourier  transform  of  4>(t) 


(1  - t/p)cos  (ot  dx 


= P 


sin  TTfp 


\2 


[ TTfp  J 


(C15) 


Equation  (C15)  actually  represents  the  envelope  of  the  powers  associated 
with  the  various  harmonics  of  the  PN  signal.  It  is  interesting  to  note 
that  the  power  spectral  density  of  Eq.  (C15)  is  relatively  flat  for  fre- 
quencies below  l/4p  (<1  dB)  and  that  as  p goes  to  zero,  the  power  spec- 
tral density  approaches  that  of  a unit  impulse  function. 
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The  advantages  of  a PN  sequence  for  use  in  broadband  calibration  pro- 
cedures are  then  as  follows: 

1.  The  PN  sequence  is  broadbcuid  with  a desirable  power  spectral 
distribution. 

2.  It  has  noise-J.ike  characteristics,  but  actually  is  deterministic 
euid  reproducible. 

3.  It  may  be  reproduced  with  any  desired  delay. 

4.  It  has  only  two  states,  which  may  very  well  reduce  the  problems 
associated  with  power  amplification  to  one  of  power  switching. 
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